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A Parametric Test System for Accurate 
Measurement of Wafer-Stage ICs 

Special test instruction software and a hardware system 
fully characterized up to the measurement pins of the test 
head make this system easy to use for accurate parametric 
evaluations. 



by Yoh Narimatsu and Keiki Kanafuji 



THE CONSTANTLY GROWING FIELD of semicon- 
ductor technology has created an increased demand 
for more capable measurement systems to charac- 
terize the electrical performance of semiconductors more 
accurately and conveniently. 1 To keep pace with the indus- 
try's needs, the HP 4062A Semiconductor Parametric Test 
System (Fig. 1) was developed to provide greater measure- 
ment flexibility and to eliminate inconsistencies associated 
with the measurement of semiconductor wafers, chips, and 
packaged devices. 

The 4062A's design is based on HP's state-of-the-art 
technologies in low-current and capacitance measure- 
ments. Overall system measurement performance (test in- 
struments, cables, and the switching matrix) is completely 
specified, electrically and mechanically, to obtain depend- 
able measurement results. The 4062A's dc and ac measure- 
ment characteristics are fully specified up to the measure- 



ment pins of the switching matrix. Since the switching 
matrix (acting as the test head of the wafer prober) is placed 
close to the device under test, residual parasitics are very 
small and are readily predictable. 

The software for the 4062A's controller, the HP 9000 
Model 236 Computer (formerly designated the HP 9836), 
is written in HP's powerful BASIC language. This language 
system, in conjunction with the newly developed test in- 
struction set (TIS), provides the user with a maximum de- 
gree of flexibility for writing measurement procedures. TIS 
is a set of subprograms that provides control of the measure- 
ment, the switching matrix, and the wafer prober. Each TIS 
subprogram can be used as if it were a BASIC statement. 

Another special feature is the virtual front panel (VFP). 
This feature allows measurement results to be displayed 
on the Model 236 Computer's screen in the VFP monitor 
mode, and the VFP control mode allows system settings 




Fig. 1. The HP 4062 A Semicon- 
ductor Parametric Test System 
makes it easier to measure dc 
and ac parameters of semicon- 
ductor devices more accurately, 
both in the water state and after 
packaging 
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to be modified manually via the keyboard of the controller. 
This is a great help for program debugging and for one-time 
measurements, because programming is not required. 

Because parametric test systems are used in environ- 
ments where new device technologies, new circuit im- 
plementations, and new process approaches are tried from 
day to day and from user to user. HP has chosen a funda- 
mental software policy of not offering specific application 
software packages to satisfy the needs of only a few custom- 
ers, but to offer helpful programming tools so that any 
customer can simply and easily construct test programs. 

Features of the 4062A include: 

■ A wide range of dc voltages and currents can be either 
sourced or monitored at any of the 48 measurement pins. 
Currents of less than ±1 pAupto ±100 m A and voltages 
of ±1 mV up to ±100V can be sourced or monitored on 
an automatic wafer prober. 

■ Accurate capacitance and conductance measurements at 
1 MHz between any two of the 48 measurement pins. 
Parasitic effects caused by cables, switches, etc. (except 
for the residual capacitance between the two selected 
measurement pins) are fully compensated to obtain a 
basic accuracy of ±0.5% at the 1-MHz test frequency. 

■ A fully guarded personality board to ensure low-leakage 
interfacing between the test head and the user's probe 
card 

■ A variety of switching matrix test fixtures for measuring 
packaged devices and discrete devices, and for other 
special applications 

■ A test instruction set to provide easy control of the 
measuring instruments and wafer prober, and to enable 
measurement programs to be written easily when used 
along with the controller's friendly, yet powerful BASIC 
language system 

■ A virtual front panel to provide the user with a conve- 
nient, flexible man-to-machine interface 

■ Utility subprograms to measure some of the more fre- 
quently required parameters such as threshold voltage 
for MOS transistors, breakdown voltage, and h FE 

■ Data manipulation utility subprograms to generate wafer 
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maps, histograms, and trend charts 
■ Complete system diagnostics, including isolation of 
faulty relays and system components, and verification 
of system performance. 

Hardware Architecture 

The block diagram of the 4062A is shown in Fig. 2. The 
HP 4141 A DC Source/Monitor (dc measurement subsystem) 
and the HP 4280A 1-MHz C Meter/C-V Plotter (capacitance 
measurement subsystem) are the key instruments, taking 
care of dc current/voltage measurements and ac capaci- 
tance/conductance measurements, respectively. These two 
instruments are equal to a total of nine instrumentation 
ports. To multiplex these instrumentation ports into the 
48 measurement pins, the HP 4085A Switching Matrix 
(switching matrix subsystem) is provided. The relays in 
the 4085A are controlled by the system controller via the 
4084A Switching Matrix Controller. The 4084A converts 
the HP-IB (IEEE 488) relay control codes from the system 
controller into machine-oriented serial signals. The dc 
power necessary to actuate the relays in the 4085A is also 
supplied by the 4084A. All system components, including 
the wafer prober, are controlled by the 4()62A's system 
controller via the HP-IB. 

A great deal of engineering effort was concentrated on 
the design of the 4085A Switching Matrix. To provide the 
best available performance for both low-current and capaci- 
tance measurements, the 4085A's design avoids using corn- 




Fig. 3. Connection of the 41 41 A DC Source/Monitor for 
measuring the voltage across a DUT driven by a constant 
current. 
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Some Examples of 4062A Applications 



Measurement data obtained with the 4062A can be arranged 
into many forms Shown in Fig I through Fig 4 are the results 
of several basic semiconductor measurements 

r-v eassK of mode 





t 


































> 


























































-s| 






















IB 

11 
12 






















1 
























































13 
14 


f 


1 











-i vrvoit] i 

Fig. 1. The current-versus-voltage characteristics of a pn 
Junction diode tabncated on a silicon wafer can be directly 
measured on the wafer by using the 4062A and a wafer 
prober Absolute values of current are used to permit 
logarithmic scaling of the measurement results. With the pn 
junction reverse-biased, leakage current increases by several 
nanoamperes (upper curve) when the microscope lamp pro- 
vided with the wafer prober's microscope is turned on Current 
in the range of picoamperes (lower curve) was measured 
with the microscope lamp off, but with the room lights still on 
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Fig. 2. By measuring various test patterns, various semicon- 
ductor process parameters can be monitored and analyzed 
The above list shows one example ol process parameter 
monitoring 
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Fig. 3. The capacitance-versus-voltage characteristics of an 
MOS capacitor on a silicon wafer are shown here Slight vari- 
ations in capacitance can be accurately detected 
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Fig. 4. These plots ol MOS transistor gate voltage versus 
dram current were obtained while varying the backgate bias 
voltages applied to the test device The test device was an 
n-channel MOSFET on a silicon wafer Currents of several 
picoamperes can be clearly resolved 



mon signal paths for both dc and ac (capacitance/conduc- 
tance) measurements, although configuration flexibility is 
somewhat degraded. In the 4085A. each signal path serves 
only one function and is assigned to only one of the in- 
strumentation ports so that its electrical characteristics can 
be clearly characterized and defined. This is essential to 
guarantee the total performance of the system. The guarding 
technique and the routing of signal paths to allow measure- 
ment of currents as small as 1 pA at any desired pin required 
a lot of new ideas and skills. 
Designing new signal cables between the instruments 



and the switching matrix (test head) was another important 
job. Ordinary twisted-pair cables introduce a significant 
amount of current noise caused by frictional electricity 
generated between the inner insulator and the guard con- 
ductor when the cable is flexed. To eliminate this effect 
and to reduce the capacitance between the signal conductor 
and the guard conductor, which also introduces noise, a 
special cable was developed in cooperation with a cable 
manufacturer. The cable between the capacitance meter 
and the test head is also special, because cable characteris- 
tics such as inductance, capacitance, and resistance per 
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unit length play a large part in determining the accuracy 
of capacitance measurements. Consequently, these param- 
eters must be well controlled. Such design requirements 
resulted in relatively heavier-gauge and more expensive 
signal cables. Because 48 of these cables would have been 
impractical to use for connection between the switching 
matrix and the usual tiny probe card, the test head approach 
where the switching matrix is moved close to the DUT was 
a much better choice. Some of the many advantages of this 
test head approach are: 

■ Different types of cables for dc measurements and for 
capacitance measurements can be properly used as de- 
scribed above. 

■ The section of cabling where the dc signals and ac signals 
(capacitance measurement signals) must share the same 
signal path (which cannot be practically designed to 
satisfy all requirements) can be kept to a minimum. 

■ The switching circuits, including the relays and the 
motherboard in the test head, which are subject to the 
effects of external vibration and electromagnetic interfer- 
ence when making measurements at extremely small sig- 
nal levels, can be placed apart from the system instru- 
ments and computer — likely sources of such external 
noise. 

■ The test head acts as an electrostatic shield and as a 
fairly good light barrier between room lights and the 
device under test when it is mounted on a wafer prober. 
Measurement results on the order of 1 pA for pn junction 
reverse-leaJcage current (see example in the box on page 
5) were obtained for a wafer-stage junction diode mea- 
sured on an automatic wafer prober. The data was taken 
in an environment where fluorescent lamps provide il- 
lumination. The current increases several nanoamperes 
if the wafer prober's microscope illuminator lamp is 
turned on. 

The test head is designed so that it can be easily mounted 
onto most wafer probers. 

DC Measurement Subsystem 

The HP 4141A DC Source/Monitor, referred to as the dc 



measurement subsystem (DCS), takes care of the 4062A's 
dc measurements and requirements. The 4141A is a mod- 
ified version of HP's 4145A Semiconductor Parameter 
Analyzer. 2 The 4145A's CRT, keyboard, and flexible disc 
drive were removed, keeping four SMUs (stimulus/mea- 
surement units), two voltage monitors, and two voltage 
sources. Using this as a base, the following features were 
added to the 4141A: 

■ Kelvin (four-terminal) connection capability for the 
SMUs. This allows the unwanted voltage drops caused 
by current flowing through the measurement cables to 
be eliminated. 

■ Ground unit (GNDU) with Kelvin connection capability. 
A true ground (common) potential can be defined at the 
DUT (not at the instrument), and the GNDU's 500-mA 
source/sink capability ensures a ground potential of OV 
even if the four SMUs source or sink dc currents of 100 
mA each (total of 400 mA) through the test device. 

■ Firmware suitable for system operation. The internal 
firmware controlling the 4141A is designed so that the 
best performance can be obtained when the 4141A is 
control led by an external system controller via the HP-IB. 
Since the outermost conductor of the triaxial output con- 
nector of each SMU is at guard potential and may possibly 
exceed ±42V, a special cable assembly with a connection 
box at each end is provided. This cable assembly not only 
prevents a user from touching hazardous voltages, but also 
provides a convenient method of connection to the 4085A 
Switching Matrix and eliminates the possibility of improp- 
er cable connection. 

Quadraxial cables (twisted-pair center conductors sur- 
rounded by two shield conductors) must be used to obtain 
the best performance from the SMUs. The insulation of the 
two center conductors is coated with a special conducting 
material to ensure noise-free measurements. The two center 
conductors are surrounded by the guard, which is essential 
to achieve low-leakage, high-speed measurements. The out- 
ermost conductor of each quadraxial cable is kept at the 
ground potential (chassis potential) of the system so that 
measurement results will be immune to any externally gen- 
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Fig. 5. Relay connections lor the HP 16320 A Pin Board 



erated noise, and to prevent the system from radiating any 
electromagnetic interference. 

Switching Matrix Subsystem 

Fig. 4 shows a simplified block diagram of the 4084A 
Switching Matrix Controller and the 4085A Switching Ma- 
trix, referred to as the switching matrix subsystem (SWM). 
The 4084A provides the power for the relays and relay 
control circuitry of the 4085A. The output noise of the 
switching regulators in the 4084A is kept to a minimum 
so that low-level dc and ac measurements are not affected. 

Relay control statements sent from the 4062A*s system 
controller are applied to the 4084A via the HP-IB. In the 
4U84 A. each statement is interpreted into a logic signal to 
control a specified relay in the 4085A. The signal is then 
serially fed to the 4085A. where it is routed to the pin 
board (HP 16320A) containing the specified relay. The relay 
control signal contains pin board address information, and 
a custom gate array IC on each pin board compares the 
information with its own board address (which corre- 
sponds to the measurement pin number). Each pin board's 
address is determined by the physical location of the pin 
boards in the switching matrix, because address data for 
each pin board position is provided at each slot on the 
motherboard. Since all pin boards are identical, the pin 
board configuration can be rearranged whenever necessary. 
Optoisolators between the 4084A and 4085A ensure that 
no logic noise from the 4084A interferes with the 4085A. 

One of the key parts of the 4085A is the motherboard, 
because a majority of the analog bus lines pass through it. 
Although the motherboard is of ordinary glass-epoxy con- 
struction, various investigations were made and experi- 
ments were performed to determine the best possible con- 
struction for the motherboard to keep its insulation resis- 
tance at the highest possible value. An insulation resistance 
of more than 10 1 " ohms — even at an ambient operating 
temperature of 40°C and a relative humidity of 70% — has 
been achieved by employing guarding and using a special 
coating. Thus, currents for which the allowable leakage is 
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less than 10 nA when the applied voltage is ±100V can be 
routed through the motherboard (ports 2. 3, and 4). 

The allowable leakage specification for port 1. on the 
other hand, is 2 pA at 100V. This requires an insulation 
resistance of more than 5 x 10 13 ohms. Because the ordinary 
glass-epoxy material cannot be used to achieve this order 
of insulation resistance, a special bus line insulated with 
Teflon" was designed. A spring-loaded pin is used to pro- 
vide electrical contact between the bus line and each pin 
board. The spring-loaded measurement pins of the pin 
boards are also insulated with Teflon. 

Pin Boards 

Fig. 5 shows the relay connections on the HP 16320 A 
Pin Boards. Not only the sense and the force signal lines, 
but also the guard lines are switched by 3A-type relays to 
realize a guarded Kelvin (four-terminal) connection up to 
the measurement pins. An insulation resistance on the 
order of 10' 3 ohms is provided. To obtain such a high 
insulation resistance, selected reed relays are used and a 
special coating is applied to them by the relay manufac- 
turer. 

For port 1. where allowable leakage current is less than 
1 pA, additional transfer relays are incorporated. That is, 
when port 1 is off. relay K12 guards the signal line. When 
port 1 is on (K12, K10 and Kll are closed), relays K21 and 
K81 provide the guard potential around the signal line. 
Thus, the signal line concerned always has the proper guard 
potential, which essentially ensures an extremely small 
leakage current, independent of the applied signal voltage. 

To ensure maximum relay life, "dry" switching of the 
reed relays is used in the 4085A. A more detailed discus- 
sion of this technique is given in the article on page 9. Ex- 
perimental results indicate that the life of reed relays is 
100 to 1000 times longer if the dry switching method is 
used instead of the ordinary "wet" switching method. 

Capacitance Measurement Subsystem 

The HP 4280A C Meter/C-V Plotter (see article on page 
12) acts as the capacitance measurement subsystem (CMS) 
of the 4062A. 

Because long measurement cables and the switching ma- 
trix are inserted between the 4280A and the test sample, 
various parasitic impedances and admittances will be in- 
troduced when a capacitance or conductance measurement 
is made. These parasitic components cannot be neglected — 
especially at 1 MHz — and consequently affect measure- 
ment results. Among the parasitics are series inductance 



and resistance and parallel capacitance and conductance 
of the connection cables between the 4280A and the 4085 A, 
and of the motherboard and the pin boards of the 4085A 
(Fig. 6). The4280A automatically measures and stores these 
values when the START program of the 4062A is executed, 
and the TIS subprograms automatically compensate for 
their effects when a test device is measured. 

Note that the stray capacitance and conductance between 
measurement pins is not eliminated when (he START pro- 
gram is executed, because the 4062A's system controller 
does not know which measurement pins will be used for 
capacitance measurements, and also because the test device 
must be manually removed from the socket when a test 
fixture is used. Therefore, a user must first measure the 
stray capacitance and conductance between the specified 
measurement pins without a test sample connected, then 
measure the capacitance and conductance of the test sam- 
ple plus the parasitics, and finally subtract the values of 
the parasitic components from the total measured value. 
This is the way individual capacitance measurements are 
commonly performed. When an automatic wafer prober is 
used for capacitance measurements, the aforementioned 
procedure can be performed automatically by using a sim- 
ple program and the help of the TIS. 
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Powerful Test System Software Provides 
Extensive Parametric Measurement 
Capability 

An easy-to-use set of test instructions, "dry" switching of 
test relays, and a utility for specifying wafer probing patterns 
provide powerful support for users of HP's semiconductor 
test system. 

by Takuo Banno 



PARAMETRIC TESTING has become widely adopted 
as a method for monitoring semiconductor process- 
ing, and many test method approaches have been 
considered. Therefore, the programming language for a 
parametric test system must be able to incorporate a diversity 
of methods and be able to accommodate new techniques. 

To meet these requirements, the BASIC language used 
by the HP 9000 Model 236 Computer (formerly designated 
the HP 9836) was chosen as the test programming language 
for the HP 4062A Semiconductor Parametric Test System. 
This version of BASIC is not only powerful, but also very 
easy to use. Its on-line editing and debugging capability 
makes it easier for users to create, modify, and try their 
own test programs. 

Test Instruction Set 

The 4062A's test instruction set (TIS) is an extension of 
BASIC, and adds the capabilities necessary to perform mea- 
surements and to control the 4062A's hardware subsys- 
tems. TIS statements are provided in the form of compiled 
subprograms and can be called from a simple BASIC lan- 
guage program. Using these compiled subprograms results 
in optimum test program execution speeds. 

If a user makes a mistake in a test program (e.g.. an invalid 
pass parameter value is specified), the 4062A's language 



system (BASIC plus TIS) will report an error message along 
with the calling line number as shown in the example 
below. On the other hand, a user subprogram written using 
only BASIC will report only the line number of the errone- 
ous part of the subprogram. 



110 Force_v(FNSmu(2), 120) 



ERROR 392 IN 110 



Voltage value must be less than 
±100V 



110 = Line number 
392 = Error number 



The 4085A Switching Matrix for the 4062A contains 
many relays. To ensure maximum relay life, a "dry" switch- 
ing lechnique has been incorporated into the TIS subpro- 
grams. This means that the output of a 4062A source (an 
SMU of the 4141A or the dc bias of the 4280A) is set to 
0V with a current limit of 10 /j.A before the switch is ac- 
tuated (opened or closed). TIS ensures that dry switching 
will occur, and therefore, frees the user from having to 
worry about writing this into a program. If a current source 
is already set to output less than 10 /iA, or if a voltage 



Drain 6 #1 6 #2 6*3 6* 4 V* 5 9 06 

^^^^ rl&J r t 

O O O O • 



Common Gate 

-o- 



Substrate 



Common Source 




Fig. 1. MOS transistor array lor 
test program example in text. 
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source's current compliance setting is already less than hrfer pbttepm 

10 /*A, the output of the source remains unchanged during 10 ° ie 
switching. Instead of turning off all sources, only the source 
to which the specified relay is connected and whose output 

may possibly exceed 10 nA is set to 0V with a current limit s » * * 5 

(compliance) of 10 /mA. Experiments have shown that 10 

/xA is not enough current to cause damage to the relay e 

contacts. Dry switching in this way minimizes the number e e 5 ia * 

of source turn-on/turn-off cycles and provides protection 

for the relays. 

The example test circuit shown in Fig. 1 is an array of module pbtteph 

MOS transistors in which all six transistors share a common •— * • J — j 

gate and a common source. The ground unit (GNDU) is l-'-l 1--! !-?! module sue 

connected to the common source terminal, SMU1 is con- *I 1®°° '"'cro'o 

nected to the common gate terminal, SMU2 is connected to 

the substrate, and the drain current of each transistor is «— ♦— 

measured by SMU3. A partial listing of the test program to 

make these measurements is: Fig. 3. Display on the CRT of the 4062A's controller lor prob- 

ing example shown in Fig 2 

210 Connect(FNGnd. Source) 
220 Connect(FNSmu(2). Substrate) 
230 Connect(FNSmu(1),Gate) 
240 Force_v(Substrate, - 2) 
250 Force_v(Gate. 2) 
260 FOR 1 = 1 TO 6 
270 Connect(FNSmu(3), Drain(l)) 
280 Force_v(Drain(l),5,0,0.1) 
290 MeasureJ(Drain(l), Idrain(l)) 
300 Connect(FNSmu(3)) 
310 NEXT I 



coordinate addresses. These TIS statements are similar to 
those for X-Y plotters: 



500 Porig 

510 Pscalef 1000, 2000) 
520 Pmove(2.5) 



At line 270, SMU3 is automatically turned off before the 
specified relay is activated. All the other SMUs stay un- 
changed during the execution of the FOR. ..NEXT loop (lines 
260 through 300). Although not shown in the program list- 
ing, dry switching is provided by TIS. relieving the user 
of such a cumbersome job. 

The measurement of test chips on a semiconductor wafer 
is one of the major applications for the 4062A. To measure 
the many test chips on a wafer, an automatic wafer prober 
is required. TIS contains prober control statements that 
allow the prober's chuck to position a wafer by using X-Y 




E>0*0 



(a) (b) 

Fig. 2. In this water probe pattern example, a user wants to 
probe live selected chips (a), and each chip contains six 
modules (subchips) to be probed (b). The PPG utility allows 
the probing sequence, chip and module addresses, etc. to 
be determined by the user. 



! Specifies the position of origin. 
! Sets the scale tortheXaxis(1000^m) 
and for the Y axis (2000 jtm). 
! Moves the probe to address (2,5). This 
is 2 mm to the left and 5 mm above the 
position of origin. 

A parameter-oriented utility library named PARA is also 
contained in the system software. This library contains a 
set of subprograms that make it easy to obtain some of the 
more commonly required dc parameters such as V lh , h FE , 
and others. All PARA subprograms are written in BASIC 
with TIS. and are easy to understand and modify. PARA is 
like a "sample" program and can be easily adjusted to suit 
the requirements of a user. 

Virtual Front Panel 

The virtual front panel (VFP) is a friendly and interactive 
front-panel emulator that allows the user to control the 
4062A's subsystems and to make measurements without 
any programming effort. VFP not only makes it possible to 
control the system as if it were a stand-alone instrument, 
but also allows a user to monitor the status of the hardware 
subsystems while the test program is running. At any time 
during test program execution, the measurement program 
can be paused, and the 4062A can be manually controlled 
by VFP in addition to its monitor capability. In this way, 
VFP is extremely convenient for test program debugging. 

VFP is implemented by a BASIC subprogram. A time 
interval interrupt is required for VFP to be executed concur- 
rently with a test program, and this interrupt is generated 
by the 16321 A VFP Timer installed in the rear of the Model 
236 controller. 

Probing Pattern Generator 

The probing pattern generator (PPG) is an interactive util- 
ity program used to set up the probing pattern on a wafer 
and to create a probing pattern data file. An example of a 
probing pattern in shown in Fig. 2. A user can assign an 
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Record * 1 
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Fig. 4. fa,) 4062A data structure (b) 4062A file structure. 



address to a chip either by using the chip's X-Y coordinates 
or by first assigning a number to each chip and then refer- 
ring to a chip by its number. The display on the CRT of 
the 4062A's controller for the example in Fig. 2 is shown 
in Fig. 3. 

A prober control library (PCL) is also available as a utility 
library to provide control for a wafer prober by using prob- 
ing pattern data files. 

Data File 

The structure of a 4062A data file is shown in Fig. 4. 
This file is an 1 X k matrix array whose rows correspond to 
variables and whose columns correspond to observations. 
Variables are assumed to be parameters such as breakdown 
voltage and gate capacitance. Observations are assumed to 
be chip number, wafer number, etc. The sizes 1 and k are 



Fig. 5. Wafer map produced by the HP 4062A Parameter 
Test System. 

variable. Title, number of variables, number of observa- 
tions, and variable names are stored in the first record of 
the data file. The second record and succeeding records 
contain numeric data. This structure allows any amount 
of data to be stored into mass storage efficiently. 

This data file structure is compatible with that of the HP 
98820A Statistical Library. The 98820A Library provides 
general statistics, statistical graphics, regression analysis, 
and much more, and can be used for further reduction of 
a user's collected measurement data. 

A wafer map, as shown in Fig. 5, can be generated by 
using the WAFER MAP program portion of the 4062A's soft- 
ware. With this program, water maps based on data con- 
tained in the measurement data file and the probing pattern 
data file can be easily produced. 
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A High-Speed 1-MHz Capacitance/ 
Conductance Meter for Measuring 
Semiconductor Parameters 



This fast, high-resolution instrument is equipped with a built- 
in timer, a sweepable dc bias source, and a pulse generator 
for high-speed C-t and C-V measurements. 

By Tomoyuki Akiyama and Kenzo Ishiguro 

PRECISE MEASUREMENT of the physical parameters The HP 4280A 1-MHz C Meter/C-V Plotter (Fig. 1) was 

of semiconductor devices in a reasonably short time developed to satisfy the requirements of semiconductor 

and with a simple measurement setup is important device/material characterization. Besides being a tradi- 

bolh in the semiconductor research and development field tional high-frequency capacitance/conductance meter, the 

and in the process control area of semiconductor produc- 4280A can also perform C-V and C-t measurements using 

tion. This capability is essential to develop new devices, its internal dc bias source and timer, and its analog output 

develop and improve semiconductor process technology, capability allows results to be plotted on an X-Y recorder, 

and monitor and control the semiconductor fabrication pro- The C-t measurement capability combined with the other 

cess properly. functions in one box contributes to improved measurement 

By measuring the capacitance and conductance charac- accuracy, speed, and sweep range, ease of operation, and 

teristics of a semiconductor device — such as a pn junction performance/cost ratio. All bias parameters required for a 

or an MOS structure — we can obtain many of the basic C-V measurement and all time and bias parameters required 

parameters used to explain semiconductor behavior. for a C-t measurement can be remotely controlled via the 

Capacitance-versus-voltage (C-V) and capacitance-versus- HP-IB (IEEE 488). 

time (C-t) measurements are two of the more common One difference between the 4280A and other HP capaci- 

methods of measuring semiconductor parameters. tance and impedance meters is that the 4280A is designed 





Z © <D 



33G 333 ma 

313 ' 333 : T] 




Fig. 1. The HP 4280k 1-MHz C 
MeterlC-V Plotter is the first stand- 
alone instrument capable ot both 
C-V and C-t measurements- II 
equipped with the optional c-high 
RESOLN function, the 4280A can 
measure capacitance in 50 ms 
with 5V?-digit resolution. 
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to satisfy the requirements of a system component while 
maintaining the features of a stand-alone instrument. The 
system component concept is based on the assumption that 
one instrument able to make simple measurements and 
provide raw data on the device under test will not be able 
to analyze the results, because analysis of semiconductor 
devices usually requires both ac and dc parameters, and 
the conversion of C-V. C-t. and dc parameters to actual 
semiconductor parameters requires extensive calculations. 
In addition, the acquisition of the raw data itself sometimes 
requires a complicated system setup. The C measurement 
and C-V plot functions of the 4280A are mainly those of a 
stand-alone instrument, whereas the C-t measurement 
function is mainly for systems applications. All functional 
modes are designed for interfacing with a system controller, 
with other supporting instruments, and with the device 
under test (DUT). 

Stand-Alone Features 

Some of the stand-alone features of the 4280A are: 

■ High accuracy. The 4280A uses a simple two-terminal- 
pair measurement port and can measure both capaci- 
tance and conductance with a basic accuracy of 0.1% 
over three ranges — 10 pF, 100 pF. and 1 nF. 

■ High resolution and high speed- The 4280A has a 
maximum SVi-digit display resolution with the C-HIGH 
RESOLN option. The implementation of the automatic 
C-offset function makes 5'/2-digit resolution possible 
without a reduction of measurement speed. The 
minimum time required for measurements in this mode 



is only 50 ms. 

■ Cable compensation and parasitic compensation. The 
error-causing stray capacitance and conductance of the 
test fixture and the admittance of connection cables can 
be cancelled using an internal correction algorithm. 
Maximum cable length is five meters. 

■ Floating and grounded connection modes. The 4280A 
can measure both grounded and floating devices, with 
a choice of fourteen connection modes. 

■ C-V measurement. The 4280A has an internal dc bias 
source that can be programmed from its front panel or 
via the HP-IB to function as a pulse generator, sweepable 
(staircase) bias source, or constant dc bias source. 
Maximum output is ±100V with three-digit resolution 
over three ranges. The best resolution is 1 mV on the IV 
range. Measurements with two independent dc bias 
sources (the internal dc bias source and one external dc 
bias source, or two external dc bias sources) connected 
to the LOW and HIGH UNKNOWN terminals can be per- 
formed. 

■ C-t measurement. Measurement intervals from 10 ms to 
32 s can be set. If an external pulse generator is used, 
measurement intervals as short as 10 /*s can be set. Real- 
time burst measurements can be used for devices that 
have slow response. For devices that have fast transient 
capacitance characteristics, a special sampling technique 
can be used. 

■ X-Y recorder outputs. Two Y-axis outputs, one corre- 
sponding to the C display and one corresponding to the 



Digital Section 



Address and Data Buses 



m — i 
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processor 




RAM 

2K 



RAM 2K 
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Logic Memory Unit 



Timing 
Controller 
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Converter 
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A-to-D 
Controller 



Key 
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HP-IB 
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Analog 
Outputs 



X.Y.Z 



Zero Crossing 



Modulator 
Process 
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A-to-D 
Converter 



Analog Section 



Fig. 2. The block diagram of the 4280A consists of a grounded digital section and a floating 
analog measurement section. Communication between the two sections is through optoisolators 
to ensure proper ground isolation. 
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Cable 



UNKNOWN LOW 
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Fig. 3. The 4280A uses a two-terminal pair configuration tor 
connections to the DUT. 

G display, and one X-axis output corresponding to swept 
voltage, time, or number of triggers are provided. Full- 
scale output voltage is ±10V. 

■ Self-test. An automatic built-in functional test verifies 
proper operation of the 4280A's analog and digital cir- 
cuits. 

■ Operation error codes. About sixty error codes related 
to operator errors can be displayed. 

System Features 

Features of the 4280A for systems applications include: 

■ ASCII or binary output data formats 

■ Standard or block data transfer modes. The data buffer 
is large enough to hold the results of 680 C-V and C-t 
measurements. 

■ An isolation mode to shut off the test signal source and 
isolate the internal measurement circuits electrically 
from the UNKNOWN terminals. 

Fig. 2 shows a block diagram of the 4280A. The digital 
section has five functional blocks: logic/memory unit, 
analog control, key/display control, HP-IB control, and X-Y 
recorder/analog output. In the analog section, there are six 
functional blocks: connection mode switching circuit, sig- 
nal source/dc bias supply, current-to-voltage (I-to-V) con- 
verter, C offset circuit, modulator/process amplifier, and 
analog-to-digital converter (ADC). 

The functions of the analog section are to (1) transduce 
the admittance of the DUT into a vector voltage referenced 
to the test signal (this is accomplished by the signal source, 
I-to-V converter, modulation amplifier, and C-offset cir- 
cuit), (2) determine the ratios between the vector voltages 
(process amplifier and ADC), (3) supply the required dc 
bias voltage to the DUT. and (4) set the proper connection 
configuration of the dc bias supply, signal source, and I-to- 
V converter (connection mode switching circuit and inter- 
nal dc bias source). 

The signal source outputs a 4-MHz clock to the 4280A's 
microprocessor and the microprocessor returns a 1-MHz 
square-wave signal to the signal source. The signal source 



reclocks this 1-MHz signaJ with the 4-MHz signal and 
passes this signal to the 1-MHz low-pass filter to generate 
the test signal. Most of the circuits in the analog section 
are floating to ensure accurate measurements. 

The serial-to-parallel converter circuits process control 
signals and serial data sent from the digital section to the 
analog section. These signals are sent via optoisolators to 
keep noise from the digital section out of the analog section 
and to maintain proper ground isolation. 

The A-to-D controller provides the signals necessary to 
control the dual-slope ADC in the analog section. It also 
detects the zero crossing signal output from the ADC inte- 
grator at the completion of each integration cycle. Because 
the ADC requires very fast control, the control lines from 
the A-to-D controller are tied directly to the ADC; op- 
toisolators are not used. 

The display controller controls two groups of large seven- 
segment displays, which display C and G measurement 
results, and one group of small seven-segment displays, 
which displays voltage and time parameters and error 
codes. The display controller also controls all other front- 
panel indicators. 

The key controller controls all the keys and switches on 
the front panel. The HP-IB block controls all HP-IB func- 
tions. 

The X-Y recorder/analog outputs provide dc voltages pro- 
portional to the displayed values, and they can be con- 
nected directly to an X-Y recorder to make hard copies. 
The capacitance and/or conductance output and voltage/ 
time output are internally synchronized to maintain the 
relationship between the C and/or G data and the dc bias 
or time setting. 

The logic/memory unit contains a 6802 microprocessor, 
48K bytes of program ROM, and 2K bytes of RAM. In addi- 
tion, there is a 2K-byte data buffer for block mode measure- 
ments. In block mode (only for C-t and C-V measurements), 
the 4280A executes only a measurement and a data storage 
operation, and skips display refresh, correction calculation, 
deviation calculation, and HP-IB data output. For C-t burst 
measurements in block mode, the 4280A executes a mea- 
surement and stores the results in the data buffer within 
10 ms. As a result, the 4280 A can be used for very fast 
real-time C-t measurements. 

The analog control block has four circuits — -timing con- 
troller, current-to-voltage controller, serial-to-parallel con- 
verter, and analog-to-digital controller. The timing control- 
ler generates the signals necessary to control the measure- 
ment sequence. This circuit has seven 16-bit programmable 





Junction of V, and A 



(a) 



(b) 



Fig. 4. The actual two-terminal 
pair configuration or the 42B0A is 
as shown in (a), but the current /; 
flowing as shown in (b) is very 
small. Since negligible current flows 
through the /unction ot V s and the 
ammeter, configuration {a) is equi- 
valent to Fig. 3. 
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Fig. 5. The measurement transducer consists of a signal source and an l-to-V converter 



timers to control measurements. The time base generator, 
one of the timers, generates a 0.5-ms clock for C-t measure- 
ments and a 10-ms clock for C-V measurements, based on 
the 1-MHz system clock. This means that the 4280A has 
the same time interval accuracy as the system clock. These 
three clock sources (1 /lis, 0.5 ms, and 10 ms) provide a 
wide range of time intervals. For C-t measurements, time 
intervals from 10 ^s to 32 s can be selected. For C-V mea- 
surements, the range is from 3 ms to 650 s. 

The l-to-V controller receives timing signals from the 
timing controller and produces the actual control signals 
for the I-to-V converter in the analog section. For sampling 



mode measurements used for fast C-t measurements, pre- 
cise timing signals are required by the l-to-V converter. 
These circuits generate signals with l-/xs resolution. 

Measurement Techniques 

The 4280A uses a two-terminal-pair configuration (Fig. 
3) because it is less sensitive to measurement cable param- 
eters. The advantage of the two-terminal-pair configuration 
over a four-terminal-pair configuration is its ability to han- 
dle the narrow pulses (less than 10-/xs duration) required 
for high-speed C-t measurements. This is possible because 
the two-terminal-pair configuration uses 50ft coaxial ca- 
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Fig. 6. Basic DUT connection modes, floating (a) and grounded (b), and tour dc bias source 

conligurations (c). 
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shown in Fig. 4b is very small. This is known as the balun 
effect of a coaxial cable at high frequencies. 

The transducer (Fig. 5) consists of a signal source, which 
applies a complex voltage to the DUT, and an 1-to-V con- 
verter, which converts the current flowing through the DUT 
into another complex voltage. The signal source is essen- 
tially a 1-MHz oscillator coupled to the front-panel termi- 
nals through a 20:1 step-down transformer. The output 
impedance is nearly zero. The I-to-V converter is basically 
a high-gain (typically 140 dB at 1 MHz), inverting feedback 
amplifier with narrow bandwidth characteristics obtained 
using a modulation technique.' The range resistor R r in 
the feedback loop of the I-to-V converter converts the input 
current I x to a voltage V„. because the gain of the amplifier 
is almost infinite and the current input port is at virtual 
ground. Hence, the input impedance of the I-to-V converter 
is almost zero. The relationship among V,, I x , and Y x is 



Fig. 7. External last pulse at the end ofal -m-long test cable 
The sine wave superimposed on the pulse is the 4280 As 
1-MHz test signal (signal level is 30 mV rms). 

bles. Thus, if the output impedance of the pulse generator 
is 50ft, the pulses are distortion-free. The two-terminal-pair 
configuration also has the same advantage as the four- 
terminal-pair configuration; that is, it eliminates measure- 
ment errors caused by mutual inductance between HIGH 
and LOW measurement cables since the outer conductor of 
each cable provides a return path for the test signal current. 
No magnetic fields are generated around the test cable be- 
cause the magnetic fields produced by the currents through 
the inner and outer conductors cancel each other. The same 
current that flows through the center conductor also flows 
through the outer conductor, but in the opposite direction. 
This is true even if the outer shields of the signal source 
and the current meter are connected together as shown in 
Fig. 4a. The mutual inductance current i' K that flows as 



HIGH 




(a) 



I = Y V = - V /R 

*x 1 x v s v O' pk t 

Therefore, the complex admittance Y x of the DUT can be 
expressed as: 

Y x = -(l/RJfV./VJ 

Since the 4280A measures capacitance and conductance. 
Y x is more properly expressed in rectangular format as: 

Y x = ju)C + G 

Thus, 

c= imY_ x= i ro 

)to |wR r V V s J 

G = ReY,= -l R e(^) 
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Fig. 8. 7esf configuration lor a MOSFET drain-to-gate capacitance measurement (a) and the 
plot of the measurement results (b). 
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The vector ratio detector consists of a process amplifier 
and an ADC that convert the C and G counts directly: no 
calculations are required. 

Connection Modes 

The connection mode switching circuit acts as an inter- 
face between the DUT. the transducer, and the dc or pulse 
bias source. The 4280A provides fourteen connection con- 
figurations of these elements. These connection configura- 
tions are divided into two groups, floating and grounded, 
as shown in Fig. 6a and 6b. All other connection modes 
are variations on the two basic connection modes. That is. 
the signal source, I-to-V converter, and two bias sources, 
V a and V b . are reconfigured for each variation. Four bias 
source configurations are shown in Fig, 6c — internal bias, 
external slow, external fast, and bias off. 

The internal dc bias source is essentially a stable power 
amplifier driven by a 12-bit digital-to-analog converter 
(DAC). It functions as a staircase bias generator in C-V 
measurement mode and as a pulse bias generator in C-t 
measurement mode. Maximum output is ±100V. Current 
output is limited to ±5 mA. Switching from voltage mode 
to current-limited mode or vice versa is well controlled. 
The output is always kept from overshooting to ensure 
accurate bias voltage at any time. This internal dc bias 
source has a special safety feature — when the front-panel 
INTernal BIAS limit switch is set to the ±42V MAX position, 
the bias source is automatically shut down if the output 
voltage exceeds 50V for some reason. 

External slow bias is fed through a 50ft resistor and then 
applied across a series LC circuit, which is in series with the 
4280A's test signal source. The LC circuit resonates at 1 MHz 
to pass the 1-MHz test signal while filtering any noise that 
may be generated by the external dc source, usually a pulse 
generator. The impedance of this LC circuit is unaffected by 
the output impedance of the pulse generator, and is low 
enough to ensure measurement accuracy. The input resis- 
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Fig. 9. Block diagram of the C-HIGH-RESOLN function. The 
C-offsel current cancels a portion of the DUT current l„ allow- 
ing the l-to-V converter to measure the dillerence current on 
a more sensitive range. 



tor, 0.1-mF capacitor, and 50ft output impedance of the 
pulse generator limit the rise time to 10 us. 

The external fast bias input is intended to pass narrow 
pulses from an external pulse generator that has a 50ft output 
impedance and is used for fast C-t measurements. A bias 
pulse at the end of a one-meter-long test cable connected to 
a 100-pF DUT is shown in Fig. 7. The sine wave superim- 
posed on the pulse is the 4280A's 1-MHz test signal. 

The bias off mode eliminates residual offset voltage at 
the UNKNOWN terminals and allows higher currents than 
the ±5 mA allowed by the internal bias current limiter. 
The internal dc bias source, the external slow bias source, 
and bias off mode can be selected for dc bias sources V, 
and V b shown in Fig. 6. The signal source and the I-to-V 
converter are isolated from measurement circuit common 
to allow these different measurement modes. An example 
of a floating-mode measurement of drain-to-gate capaci- 
tance versus drain voltage on a MOSFET and the resulting 
plot are shown in Fig. 8. 

C-HIGH RESOLN 

The 4280A has an optional high-resolution capacitance 
measurement function that increases display resolution by 
one digit on the 100-pF and 1-nF ranges, making 5V2-digit 
resolution possible without a reduction in measurement 
speed. Fig. 9 shows the block diagram of the C-HIGH RESOLN 
function. The C-offset current, which is proportional to a 
user-programmed offset capacitance value, is generated in 
the C-offset circuit from a 1-MHz sine wave whose 
amplitude is forty times that of the signal applied to the 
DUT and whose phase is 180° ahead of the test signal. A 
1-MHz programmable 10-bit attenuator sets the signal level 
and a 25.6-pF standard capacitor converts the voltage to a 




<b) 



(c) 



Fig. 10. (a) Measurement of the DUT admittance Y, is influ- 
enced by the test cable parameters and the stray capaci- 
tances C H and C, (b) Mathematical expression of (a) using 
a chain-matrix, (c) The matrix of (b) expressed as one matrix, 
where element B is a function of Y,, cable parameters. C„, 
and C L . 
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30 t 



1000 pF 




2 3 
Cable Length (m) 

Fig. 1 1 . Error caused by external test cables. The 0-m refer- 
ence is the Iront-panel unknown terminals. 

current. The attenuator consists of three step-down trans- 
formers. Each transformer has step-down ratios of 2:1, 4:1, 
and 8:1 to provide 9 bits of attenuation and the 10th bit is 
obtained by bypassing the transformers.. Linearity devia- 
tion is less than one LSB (least-significant bit) and phase 
shift is typically less than one degree for any attenuation 
setting. The LSB is equivalent to 1 pF because the CV 
product is 

25.6 pF x |-VJ x 40 x (1/1024)= (-1 x V 8 ) pF 




2 m 
1 m 

0 m Cable Length 



Basic Accuracy 
of the 4280A 



0.01 



10 100 
C„. C u (pF) 



1000 



Fig. 12. The error caused by stray capacitances C H and C L . 
This error remains after internal error correction but can be 
corrected by an external HP-IB controller il desired. 

where 1/1024 is the resolution of the attenuator. The maxi- 
mum offset capacitance value that can be programmed is 
1023 pF. 

To maintain continuity between normal mode measure- 
ments and high-resolution measurements, the high-resolu- 
tion capacitance measurement routine contains the follow- 
ing steps: 

1 . Turn off the error correction function, and then measure 
the total capacitance (C D ) and conductance (G Q ) of the 
DUT and any test fixturing being used. Store the results 
in the 4280A's internal memory. 

2. Set the offset capacitance to the values measured in step 
1, and then downrange and measure the difference (C r ) 
between the actual capacitance (C D ) of the DUT and the 
offset capacitance output from the C-offset circuit. Since 
this small difference is measured on a lower range, we 
effectively get one more digit of resolution. For example, 
if the measurement in step 1 is made on the 1-nF range 
(maximum sensitivity is 0.1 pF), the difference value 
will be measured on the 100-pF range (maximum sen- 
sitivity is 0.01 pF). 

3. Calculate the actual offset value C oII as 



Pass T„ Output 
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T h Timer 
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Link 


G h O n 
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Selector 



MPU Data Bus 
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Fig. 13. A simplified diagram of the timing control circuitry used for C-t measurements. 
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4. 



C 0 H ~ C Q - C r 

Cog is the offset value actually output from the C-offset 
circuit, and will differ slightly from C c . The C-offset 
circuit tries to output an offset capacitance value equal 
to Co, but can only come close because of the resolution 
limitations (1 pF) of the 10-bit attenuator in the C-offset 
circuit and the inaccuracies inherent in the circuit com- 
ponents. 

Make another measurement to obtain new difference 
data (Q). perform error correction, and then calculate 
true capacitance C. 



START 



0„(S»HC) 



ADC 




1 Measurement Cycle — - 



c = c off + c; = c D - c, + q 

As long as the C-HIGH-RESOLN function is turned on. step 
4 will be repeated each time the 4280A is triggered (e.g.. 
each step of a bias sweep). If the test sample's capacitance 
and conductance values do not change from those obtained 
in step 1. then C r in step 4 will be equal to C r . and the 
values displayed in step 4 will be equal to the step 1 value, 
C„. The only difference will be one additional digit of dis- 
play resolution. This extra digit, which represents 0.001 
pF on the 10-pF range, allows observation of minute 
changes in capacitance and conductance as functions of 
voltage or time. 

The C-HIGH RESOLN mode is especially useful for C-t 
measurements such as those used in deep-level transient 
spectroscopy 2 applications that require detection of very 
small capacitance changes caused by the combination-re- 
combination process of minority carriers in semiconductor 
devices. 

Error Correction and Cable Compensation 

As shown in Fig. 10, one pair of measurement cables 
connects the device under test to the signal source and 
current meter. The stray capacitances. C H and C L . that exist 
between the DUT and the outer conductors of the cables 
are sources of error when measuring the true admittance 
Y, of the DUT. The cables also have electrical characteristics 
that cause a measurement error. Hence, the measured ad- 
mittance Y m is different from the true admittance Y,. Y m 
is expressed as: 



START 

0„ 
G 0 
0„ 
O, 
0. 

SAMPLE 



ADC 



t T ' 



-I L 



First Measurement 
Cycle 



Second Measurement 
Cycle 



Fig. 14. Timing diagram lor bursl mode C-t measurements 



Fig. 15. Timing diagram for sampling mode C-t measure- 
ments 

Y m = 1,/V, = ju. x C m + G m 

where C m is measured capacitance. G m is measured con- 
ductance, and u) is the angular frequency at 1 MHz. 

Fig, 11 shows the percent error as a function of cable 
length when the DUT is a 10-pF, 100-pF. or 1000-pF 
capacitor. This error can be corrected by the 4280A's error 
correction function. The equivalent circuit, including test 
cables, can be expressed using a mathematical expression 
as shown in Fig. 10b. The chain matrix components Fl 
and F2 are determined by the cable length L. Because the 
parameters of the test cables are strictly controlled, this 
makes the conversion to the matrix component easy. How- 
ever, a measurement using test cables of an arbitrary length 
is possible because the cable length calibration function of 
the 4280A can measure the capacitance between the inner 
and outer conductors of the test cable and convert the mea- 
sured value into the cable length automatically. 

Y, and stray capacitances C H and C L are converted into 
the F0 matrix. The three matrices can be expressed as a 
single matrix F, as shown in Fig. 10c. where the relation 
between the parameters can be expressed as: 

Y m = Ix/V, = 1/B 

where B is an element of matrix F and is a function of Y,, 
the cable parameters, and C H and C,,. The above equation 
can be rewritten as: 

Y, = f(Y m , cable parameters, C H . CJ 

The internal correction algorithm calculates Y, using the 
above equation. However, it ignores C H and C,_ in the pro- 
cess, that is, assumes them to be zero. Therefore, if C H and 
C L exist, an uncorrected error remains. The residual error 
caused by C H and C,, is shown in Fig. 12. This error is 
considered negligible for most applications. For measure- 
ments that require higher precision, this C H /C L -caused error 
can be corrected automatically with the help of an external 
computer. 



C-t Measurement 

The 4280 A measures transient capacitance (C-t) and con- 
ductance (G-t) after a bias pulse has been applied to the 
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device under test. Timing control for the bias pulse, delay 
time, and 1-to-V converter operation is the most important 
function of the 4280A. Fig. 13 is a simplified diagram of 
the timing control circuitry for C-t measurements. The T h 
timer determines hold time (or more precisely, the width 
of the bias pulse). During sampling mode measurements, 
the output (SYNC) from this timer is used as a synchroniza- 
tion signal for the external pulse generator. The T d timer 
determines delay time, which is defined as the time from 
the end of the bias pulse to the center of the first measure- 
ment period. From this definition, the data programmed 
into the T d timer is (t d -Ti/2), where Tj is the integrator 
charge time determined by the T, timer and t d is the selected 
delay time. Both the T h and the T d timer interval parameters 
are programmed through the 4280A's microprocessor data 
bus. Table I lists time setting range, resolution, and accu- 
racy. 

The time base generator outputs a 0.5-ms pulse. This 
signal is sent to the T h and T d timers and is used as the 
time base for counting long time intervals (65.5 ms to 32 s). 

The 4280A has two methods for C-t measurements. If the 
delay time is long (at least 10 ms), then the 4280A uses burst 
mode. If the delay time is short, the 4280A uses sampling mode. 
During burst mode measurements, only one bias pulse, 
with a width of t n , is applied to the DUT for each measure- 
ment cycle, and measurements are made every delay time 
period. During the delay time periods, the 4280A's micro- 
processor controls the measurement, measurement setup, 
A-to-D conversion, data storage, display refresh, data out- 
put, and so on. The integrator charge time Tj is set to 1 ms 
or 10 ms by the microprocessor depending on the selected 
measurement speed. Fig. 14 shows the timing diagram for 
burst mode measurements. 

During sampling mode measurements, the integrator 



Range 

10/isto 
65 ms 

65.5 msto 
Is 

Is to 
10s 

10 s to 
32 s 



Table I 
Hold Time/Delay Time 

Resolution Accuracy 

10 fis ±(0.02% + 100 ns) 

0.5 ms 



1 ms 
10 ms 



± (0.02% + 0.5 ms) 



charge time T, is divided into small chunks t, = t d /5 and 
the T| timer is reset to tj. A sequence of t h , t d , and t, periods 
is repeated until the sum becomes close enough to the 
overall integrator charge timeT,. If the sum does not exactly 
equal Tj, the fraction will be calculated by the micropro- 
cessor. The timing diagram for sampling measurements is 
shown in Fig. 15. The sampling counter counts the number 
of integrator charge periods. In burst mode measurements, 
this number is set to 1. In sampling mode measurements, 
this number is determined by the equation. N = integral 
part of (T/tJ for 

At the beginning of a C-t measurement, all timers except 
the time base generator are set to the appropriate condi- 
tions, and all outputs are forced low. When the START signal 
goes low, the T h timer and sampling counter are activated. 
The sampling counter output O s goes high. The T h timer 
output O h goes high initially, and then goes low after hold 



l-to-V Converter 



mSk—i t~ o l " t0 " v 




Output 



Timing Generator 



External 
Pulse Generator 



Fig. 16. Simplified block diagram of the l-to-V converter The hardware configuration used 
during C-t sampling mode measurements is shown. 
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The output ot the null amplifier 
is zero at t. when it is balanced. 



Fig. 17. l-to-V converter timing diagram lor C-t sampling 
mode measurements. 

time interval t h . This negative-going signal at the T h timer 
output activates the T d timer. The T d timer output O d re- 
mains high until the tj-T/2 (burst mode) or t d -t,/2 (sam- 
pling mode) interval has elapsed. When the O d goes low. 
the T, timer is activated. After the T, timer is activated, the 
T, timer output O^ remains high until the time interval T; 
(burst mode) or tj (sampling mode) has elapsed. O, is gated 
by the sampling counter output O s . This gated output (SAM- 
PLE] is sent to the measurement section to enable A-to-D 
conversion. Also, the SAMPLE signal is sent back to the T h 
timer through Ul and to the T d timer through the T,, link- 
signal selector. The T d link-signal selector selects either 
Oh or SAMPLE as the T,| timer input G d . The output from 
the T d link-signal selector then activates the T d timer to 
restart the timer linking operation. For sampling mode mea- 
surements. SAMPLE activates the Tj, timer through Ul. The 
T,| link-signal selector selects 0|, as input G d and a sequence 
Ch> 'a- t|) continues until the sum of t ( periods equals T|. 
(For burst mode measurements, just one bias pulse is neces- 
sary for the measurement.) After finishing the first measure- 
ment, the T d link-signal selector passes the SAMPLE signal 
to the G d input, thus linking the T d and T, timers to each 
other. This linking operation continues until the specific 
number of sampling mode measurements is completed. 




(a) 



(b) 



(c) 



Fig. 18. fa) A transient (time constant t,| (b) Amplifier (time 
constant t 2 ). Shaded area (c) is the error that results when 
transient (a) is passed through amplifier (b) 



l-to-V Converter Operation 

Fig. 16 shows a block diagram of the I-to-V converter, 
detailing C-t sampling mode control hardware. For fast C-t 
measurements (delay time t d less than 10 ms|. the bias 
pulse must be provided by an external pulse generator. 
When the measurement begins, the 4280A outputs a syn- 
chronizing pulse (SYNC OUTPUT) that can be used to control 
the width of bias pulses output from an external pulse 
generator. The width of the pulse is set by the user-specified 
hold time t h . If the pulse generator has an external pulse 
width control function (i.e.. the pulse generator outputs a 
pulse whose width is exactly the same as the width of a 
signal applied to its trigger input), then the only parameter 
that must be set on the pulse generator is the pulse output 
level. For pulse generators that do not have this capability, 
the pulse control parameters must be set so that the bias 
pulse and the 4280A's SYNC OUTPUT pulse end at exactly 
the same time to maintain delay time (t d ) accuracy. The 
duty factor of the synchronizing pulse, which is defined 
as t h /t d , can vary from 0.00001 to 500. 

The 1-MHz test signal is superimposed on the external 
pulse signal, and both are applied to the DUT. The pulse 
current that flows through the DUT is routed to circuit 
common by FET switch Si at the input to the preamplifier. 
This preamp is a low-noise, high-speed amplifier, and is 
capable of recovering from any saturation condition within 
a few microseconds. Diode switch S2 between the preamp 
and the null amplifier is turned off while the bias pulse is 
applied to the DUT to keep the large bias pulse from enter- 
ing the high-gain null amplifier. This is necessary, because 
if the null amplifier becomes saturated, it takes a long time 
to recover, resulting in measurement error. Switch S2 is 
turned on just after the bias pulse is removed. The incoming 
signal is then amplified by about 80 dB and fed to the null 
detector. 

The null detector operates only while FET sampling 
switch S3 is on. This switch is turned on for a period thai 
is approximately 20% of the specified delay time t d . For 
example, if t d is 10 (is, this switch will turn on for 2 /as 
approximately 9 lis after the t d period begins. 



156 x 



T = 338K 



T = 293K 



T = 248K 



i 



136 




T = 203K 



0.01 



10 100 1000 10,000 100,000 1,000,000 
Delay Time t„ (ms) 



Fig. 19. Example ot temperature-biased C-t measurement 
on a GaAs Schottky diode The shift of the C-t curve with 
temperature (indicated by arrows) can be clearly seen 
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The unbalanced signal output from the null amplifier is 
separated into its orthogonal components by the 0° and 90° 
phase detectors. The dc outputs from the integrators con- 
tain phase information and are amplified by about 100 dB. 
These dc outputs remain constant while the sampling 
switch is off and are fed to the vector generator to modulate 
0° and 90° 1-MHz sine waves. The modulated 0° and 90° 
signals are summed and then fed back to the I-to-V convert- 
er's input through range resistor R r . Since the null loop 
closes only when the sampling switch is on, the output 
from the null amplifier can balance in response to the tran- 
sient admittance of the DUT only when this switch is on, 
which occurs at the end of the t d period (Fig. 17). The 
I-to-V output signal, which is sent to the vector ratio detec- 
tor, settles at a steady 1-MHz sine wave after the loop is 
balanced. The voltage ratio detector begins operation only 
after the 1-to-V converter is balanced. 

The time required for the loop to balance is about 50 fis. 
One way to express the ability to catch the transient re- 
sponse of the device under test is the response time of the 
measurement instrument. For example, if a transient with 
a time constant Tj (Fig. 18a) is passed through an amplifier 
with a response time of t 2 (Fig. 18b), the result will be as 
shown in Fig. 18c. The shaded area represents an error. 
The error related to changes of the DUT's admittance is 
expressed as 



Error = 



— — -|exp(-2-J x t d ) - f 

1-T 2 /T, T 2 T, 



-A— | B |C 



B |C| 



STEP V 



(a) 



Time (seconds) 



A = HOLD TIME 

B - STEP DELAY TIME 

C = MEASUREMENT TIME 



I 
CD 




I A |B|C| 



(b) 



Time (seconds) 

Fig. 20. Single staircase (a) and double staircase (b) dc bias 
sweep parameters. 
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Fig. 21 . Reproduction ol an X-Y recorder plot ol a swept C-V 
measurement. The DUT is an MOS capacitor. Measurement 
parameters were start v - - 5v. STOP V = 5 v. step V = 0.1V, 

HOLD TIME = 60 S, and STEP DELAY TIME = 1 S. 

If we assume that T 2 <<T,<t [ |, a realistic assumption, then 
the above equation can be simplified to 

Error = -t 2 /t, 

The above equation shows that the error is directly propor- 
tional to the response time of the amplifier and inversely 
proportional to the response time of the DUT. The response 
time of a sampling circuit, such as the I-to-V converter 
discussed here, is determined by the response time of the 
null detector, which in the case of the 4280A is about 1 /as. 

For example, assume we're trying detect a 1-pF change 
in capacitance with a time constant of 100 ^is out of a 
100-pF bulk capacitance. The maximum error is 0.01 pF 
if t d = 10 fis, the minimum time delay of the 4280A. This 
error reduces to about 0.001 pF, the minimum resolution 
on the 100-pF range with the C-HIGH RESOLN option, if 
td = 200 fxs. The l-/xs response time, in addition to accuracy 
and stability, would have been impossible to attain without 
this sampling and modulation technique. 

Fig. 19 shows a sample plot of C-t measurements on a 
GaAs Schottky diode, where t,| is varied from 10 /as to 100 
s, and temperature varies from - 70°C to + 65°C (203K to 
378K). 

C-V Sweep Mode Operation 

In C-V mode, the 4280A measures capacitance C and 
conductance G as functions of swept dc bias. Output from 
the internal dc bias source can be swept in either a single- 
staircase or double-staircase manner. One of the advantages 
of C-V measurements with the 4280A is fast measurement 
speed. For example, a 30-point swept measurement can be 
done in less than one second (C-only. fast measurement 
speed, block data transfer mode). This is possible because 
the internal dc bias source is synchronized with the mea- 
surement section to eliminate the time required to set the 
dc voltage at each measurement point, as would be the 
case in a multi-instrument C-V measurement system. To 
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perform a swept bias measurement in C-V mode, five sweep 
parameters — START v, STOP V. STEP V. HOLD TIME, and STEP 

DELAY TIME— must be set (Fig. 20). Table II lists the param- 
eter setting range and resolution. Fig. 21 shows a reproduc- 
tion of a C-V plot that was made using the X-Y recorder 
output. 

Software 

Fig. 22 diagrams the major modules of the 4280A's soft- 
ware. There are three categories: Foreground modules, 
background modules, and utilities. 

There are five foreground modules. The diagnostic mod- 
ule executes the self-test of the 4280A just after power-on. 
The background executive module controls all background 
tasks, scheduling them in accordance with the control set- 
tings and executing them in proper order. The nonmaskable 
interrupt (NMI) controller module is closely related to mea- 
surement timing. Timing control is the most important 
function of the 4280A. All timeout conditions from the 
timers are sent to the 4280A's microprocessor over an NMI 
hardware line. The processor detects the NMI and deter- 
mines which timer is requesting service. Once an NMI oc- 
curs, this module executes both hardware and software 
settings immediately. To ensure quick responses to NMIs, 
these modules are kept as short as possible. The IRQ (inter- 
rupt request) controller module functions as an interface 
between the 4280A and the operator. Measurement condi- 
tion changes entered from the 4280A's front panel or via 
the HP-IB are detected by this module. This module also 
sets up all software flags for the background tasks. 

When the program starts, the background executive calls 
the swap controller, background task scheduler, and back- 
ground task controller. In the swap controller, software 
flags for the measurement are swapped if a special measure- 
ment is required (e.g.. zero/open, cable, and L-R measure- 
ments). The task scheduler sets the task bit of the BGT TASK 



Table II 

Hold Time Delay Time Start Stop Voltage 



Range 

3 ms to 
65 ms 

0.07 s to 
99.99 s 

100 s to 
650 s 



Resolution Range (V) Resolution 

lms =(0 to 1.999) lmV 

10ms ±{2tol9.99) lOmV 

100ms ±(20 to 100) lOOmV 



FLAG according to the software measurement flags. BGT 
TASK FLAG has eight bits and each bit is assigned to one of 
the eight background tasks: bitO, self-test: bitl, hardware 
setup: bit2. measurement control; bit3. correction CAL; bit4, 
deviation CAL; bit5, display/recorder output; bit6, HP-IB 
output; bit7, postprocess. When measurement start is re- 
quested, the task scheduler sets bitl and bit2. If the error 
correction setting is on, then this scheduler also sets bit3, 
and so on, depending on the existing measurement condi- 
tions. The background task controller executes the back- 
ground tasks using the BGT TASK FLAG bits. After executing 
a background task, this controller clears the corresponding 
task bits, and continues this sequence until all bits are 
cleared. After all background tasks are executed, program 
control is returned to the background executive and a new 
sequence starts. 

There are eight background modules. The self-test con- 
troller module executes the self-test only when the self-test 
function is on. The hardware setup controller sets up both 
digital and analog hardware conditions for the measure- 
ment. The measurement controller executes the actual mea- 
surement (C, C-V. C-t. C-offset. special measurement). The 
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Fig. 22. Ma/or software modules ol the 4280A 
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correction CAL controller executes the error correction 
routine if the error correction function is on. The deviation 
CAL controller calculates deviation or percentage if one of 
the MATH functions is on. The display/recorder output con- 
troller updates the measurement data for display and X-Y 
recorder output. If the 4280A is in block mode or binary 
data output mode, this task is not scheduled. The HP-IB 
output controller stores HP-IB output data in the output 
buffer. The postprocessor clears all hardware/software set- 
tings for the next measurement. 

The utilities software has many modules that are used 
with both foreground and background modules. Examples 
are a math pack. LED driver, data formatter, and so on. 
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An Electronic Tool for Analyzing Software 
Performance 

Improving software performance requires measurement of 
program activity and duration under different conditions. 
This subsystem for the HP 64000 Logic Development 
System makes it easy to obtain such data. 

by Gail E. Hamilton, Andrew J. Blasciak, Joseph A. Hawk, and Brett K. Carver 



TODAY, SOFTWARE COSTS are often greater than 
hardware costs in developing microprocessor-based 
products. This growth in demand for software creates 
a tremendous challenge for software engineering. The chal- 
lenge is threefold: to increase software development pro- 
ductivity significantly, to increase the efficiency of soft- 
ware maintenance, and to increase the reliability of the 
software. The problem is magnified by product designs 
needing high performance within tight memory con- 
straints. One method for resolving this problem that has 
not been fully used until recently is software performance 
analysis. By providing a nonintrusive view of software as 
it executes in real time, performance analysis helps design- 
ers locate bottlenecks, characterize software performance, 
and improve software efficiency much earlier in the de- 
velopment cycle. 

The importance of performance analysis lies not only in 
determining whether a system meets certain objectives; it 
is also valuable in understanding if and how system perfor- 
mance can be improved. The goal of any quantitative soft- 
ware measurement is information that will help in making 
better design decisions. Performance measurements are 
valuable in that they help detect anomalies and predict 
what may be seen in future designs. They can assist the 
designer in making decisions about where to spend more 
time improving the product. One of the primary benefits 
of performance analysis is that it allows the software de- 
signer to see a problem from more than one perspective. 

Performance measurements are cost-effective only when 
they are based on acquired information, easy to evaluate, 
and available early enough to help. Software that does not 
perform adequately near the end of a project can cause 
major delays in getting the product to market. One 
technique for writing software is to generate a total solution 
in as high a level of abstraction as possible (i.e., with a 
high-level programming language such as Pascal). Then, 
by measuring the performance of various code modules 
against design specifications, detailed optimization efforts 
can be directed only where absolutely necessary. The 
characterization of software is critical to understanding the 
complex interrelationships and gaining insight for product 
enhancements. 

Many software performance measurement concepts are 
not new; these measurement needs and benefits evolved 
through early experience with mainframe computers and 



later, minicomputers. In the beginning, the emphasis in 
computer software measurements was on measuring sys- 
tem resource use. Many of these systems used a hardware 
monitoring approach with extensive probe-point libraries. 
They were often expensive and usually difficult to use. 
Other measurement tools were implemented in software; 
they were intrusive and not transparent to the software 
being measured. 

Complementing the HP 1630A/D Logic Analyzer and the 
HP 64620A State Analyzer 1 subsystem of the HP 64000 
Logic Development System, 2,3 the new HP 64310A Soft- 
ware Performance Analyzer (Fig. 1) allows software perfor- 
mance measurements to become a major part of the basic 
tool set that every software engineer needs. With the 
64310A, the user can measure the activity within defined 
areas of memory, the time spent in a code module, the time 
spent going between modules, and the number of transfers 
from one module to another. The 64310A's friendly user 
interface, symbolic event specification, automatic con- 
figuration capability, and data display choices provide the 




Fig. 1. The HP 64310A Software Performance Analyzer is a 
subsystem designed to work with the emulation capability of 
the HP 64000 Logic Development System. It allows a software 
designer to study code module execution times, program 
activity, and other software characteristics in a nonintrusive 
manner 
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software engineer with an effective and accurate electronic 
tool for generating efficient and reliable code in an econom- 
ical time frame. 

User Interface 

For an electronic product to be easy to use. the user 
interface must be simple and very clear. We all are familiar 
with products that can make very complex measurements, 
but are so difficult to use that often one can't do the required 
task. The 643 10A Analyzer is capable of performing very 
complex and powerful measurements. The design team 
wanted an easily accessible tool, so a major design goal 
was to create a user interface that would be as simple and 
easy to use as possible. 

Several guidelines were followed to reach this goal. One 
makes the commands read as much like a spoken language 
as possible. The 64310A commands use meaningful words 
and the syntax of the commands reads like a sentence (e.g., 
copy display lo printer). Thus, the command explains what it 
does, making it unnecessary to refer to a manual. Another 
benefit of making the commands read well is that to some 
extent, they become self-documenting. 

Another guideline that makes the 6431 OA easy to use is 
restricting the grammar required for a decision point to 
one level of softkeys whenever possible. This means that 
no matter where in the command syntax the user might 
be, there are at most eight choices for the next keyword or 
item. This eliminates having to search through several 
grou ps of softkeys to select the next step. By making smaller 
steps for generating a command, there are fewer choices at 
each step, and less confusion. 

Two other important softkey factors are the order of the 
softkeys and keyword abbreviations. Order is very impor- 
tant; it can reduce errors of omission, and it affects the 
"feel" of the instrument. Abbreviations for the softkeys were 
selected carefully to reduce the potential for confusion. 

Two final areas that affect the friendliness of a user inter- 
face are the error/status messages and the high-level inter- 
face. Users will make mistakes. It is important for the instru- 
ment to be able to identify these mistakes and tell the user 
what each mistake is and where it is. The 64310A has a 
comprehensive set of error and status messages to aid in 
building command sequences. In addition, when an error 
occurs, the display cursor is placed under the word in the 
command string that caused the error. The high-level inter- 
face allows the user to refer to program addresses by name 
or the source code line number. This allows the user to 
think in terms of the C or Pascal program, and to not worry 
about absolute addresses. 

Suggestions from users and HP engineers were consid- 
ered during the design of the user interface for the 64310A 
Analyzer and many were implemented. Functionally, the 
interface has two major components: setup grammar and 
execution-mode grammar. This division was made since 
the commands needed in each area are. for the most part, 
mutually exclusive. 

Measurement setup uses eight commands on one softkey 
level. The order of the commands on the softkeys from left 
to right is, for the most part, the order of use in defining 
and making measurements. The first is the define command. 
With this command, the user defines the address or time 



events that will be used later by other commands. The 
high-level interface is helpful here; it allows users to define 
events in terms of high-level constructs. Events can be num- 
bered, named, and grouped together for easy reference by 
later commands. The second command is the setup com- 
mand. This command is used to establish measurement 
termination, event periods, windows, measurement enable 
and disable conditions, trigger enable conditions, and the 
absolute file name used by the high-level interface. The 
third command is measure. Here, the user selects the mea- 
surement to be made: memory activity, program activity, 
module duration, module usage, intermodule duration, or 
intermodule linkage. The other five softkeys are for the 
copy, show, configuration save load, execute, and end commands. 

Execution mode also has eight commands. The display 
command controls the information being displayed. The 
options are occurrences or time, relative or absolute, and 
histogram or event data list. The rescale command controls 
the histogram display by controlling the axis limits. In 
addition, there are commands to compute statistics or not. 
to suspend or resume display updating, to copy the dis- 
play, and to restart, halt, and end the measurement. 

Symbology 

As more and more microprocessor-based products ap- 
pear, better ways of interfacing with the user are needed. 
A good solution is the symbolic interface provided in the 
6431 OA Analyzer. This interface allows the user to specify 
measurement events using the same procedures and func- 
tions used in high-level Pascal or C programs, as well as 
line numbers from compiled listings and labels in either 
high-level or assembly language programs. 

To accomplish this, the symbol tables generated by the 
64000's linker, compilers, and assemblers were modified 
to include the additional information required by the 
64310A. The linker symbol table provides a mapping be- 
tween the physical load address of each file and the various 
files linked together to form the program. It also includes 
physical addresses of any global symbols specified. Symbol 
files generated by the compilers and assemblers provide a 
mapping between the various symbols, line numbers, and 
procedure/function beginning and ending offsets. With this 
information, the 6431 OA can compute the physical address 
of symbolic information required by its hardware to detect 
occurrences of a specified event. 

For the user, the first step is specifying the name of the 
absolute file before entering any symbolic specifications. 
This provides the 64310A with the name of the linlesym file 
described above. The user can now specify global symbols 
and these can be looked up in the linker symbol table. To 
specify any symbolic information local to a particular file, 
the user must further specify the path by providing the 
name of the file containing the desired symbol. This be- 
comes the default path name and the user is not required 
to specify it subsequently, unless the user later specifies 
some other file that would overwrite the old default file. 
Since a procedure or a function normally consists of a range 
of addresses in the memory space, the compiler defines 
the beginning symbol of the range by the name of the pro- 
cedure or function in question. The endpoint of the range 
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is provided by the compiler by appending an R to the front 
of the name. For example, if a procedure named Hewlett-Pack- 
ard is compiled, the compiler generates an entry in the 
symbol table with the name Hewlett-Packard and an offset 
associated with the beginning of that procedure. In addi- 
tion, the compiler generates another entry in the symbol 
table that contains the name RHewlett-Packard and the offset 
associated with the return instruction from that procedure. 
These offsets are added to the load address found in the 
linker symbol table for the file that contains the procedure 
to create the physical address range of the procedure. The 
information is then entered into the appropriate data struc- 
ture within the 6431 OA. Once an event is specified in this 
manner, the user can then define measurements on the 
event by specifying the event either by name (the event 
name takes on the name of the procedure) or number (as 
events are specified, they are numbered either automati- 
cally by the 64310A or as specified by the user). 

This symbolic interface within the 6431 OA Software Per- 
formance Analyzer allows the user to specify a measure- 
ment at the level that is most familiar, that is, the source 
code and the procedures and functions found within it. 
This eliminates the tedious task of having to find offsets 
and load addresses and provide the physical addresses in 
some numeric entry format such as hexadecimal. In addi- 
tion, when events are specified using the symbolic inter- 
face, the displayed results contain the symbols specified 
as well, thereby correlating the measured results to the 
appropriate procedure or function. 

Automatic Configuration 

The 64310A is used in conjunction with an emulator. 
Signals provided on the 64000"s emulation bus vary from 
emulator to emulator and terms used to describe the signals 
are processor-specific. This presented a design challenge, 
because the need existed for the 64310A, in some fashion, 
to obtain the information it requires to operate. The solution 
chosen was to provide the information for each emulator 
independently by creating a special file format. This file 
supplies the 64310A with all of the specific information 
required to operate with each emulator. 

This technique provides many benefits. A design benefit 
is that by packaging this information with the emulation 
software, the 6431 OA Software Performance Analyzer then 
becomes processor-independent. Changes in emulation, or 
the introduction of other emulators after the introduction 
of the 64310A, can be reflected in the emulation software. 
This minimizes the need to upgrade the hardware of the 
64310A to keep the products compatible. In addition, the 
performance analyzer software doesn't have to decipher 
the emulator/analyzer interaction, because the software 
performance analyzer hardware is automatically config- 
ured to the emulation status and address bus. As mentioned 
earlier, a key feature of the 64000 System is its simple-to- 
use softkeys. One of the functions of automatic configura- 
tion is setting up and labeling softkeys for the specific 
processor (such as the status and protection levels). User 
interactions are as simple and high-level as possible, result- 
ing in major time savings in setting up measurements. 

To match automatic configuration files to particular 
emulators, the board identifier (ID) of each emulator is 



appended to the end of the file name. The 64310A reads 
the board IDs of the cards found in the 64000's development 
station and creates the names for configuration files for 
each emulator present in the station's card cage. If the file 
for a particular emulator exists on the disc memory, then 
that emulator is supported by the 64310A Software Perfor- 
mance Analyzer. If more than one supported emulator is 
present in the development station, the user simply indi- 
cates which one is to be used for the current measurement 
session. 

Information in the configuration file includes: 

■ Special flags for indicating various special cases 

■ Pointers to the softkey menus 

■ Pointers to the bus state conditions associated with the 
various softkey menus 

■ Pointers to the name field describing the associated 
emulator 

■ Pointers to the opcode fetch status 

■ Bit maps for configuring the address and status lines on 
the emulation bus 

■ Size list for the size of the various menus 

■ Pointer to the don't-care status 

■ The softkey label menus 

■ The bus state conditions associated with each softkey 

■ Name field for displaying the description of the 
emulator. 

Once this file is loaded into memory, it becomes an integral 
part of the 6431 OA's software, allowing the analyzer to 
tailor its personality to the processor being monitored. 

How It Works 

The 64310A Software Performance Analyzer operates 
with the emulation subsystem of the 64000 Logic Develop- 
ment System. It is contained on a single card that monitors 
the 24 address and eight status lines of the 64000's emula- 
tion bus. Access to the 64310A is through the 64000's mea- 
surement system. Up to three 64310A modules can operate 
with a single emulator. 

Data is collected by a sampling technique called sweep- 
ing. The 64310A hardware monitors a specified range 
(either time or address) for a specified interval, counting 
all events (either 1-p.s counts or number of bus cycles) that 
happen. The hardware is then reprogrammed for the next 
range. After all ranges are monitored once, a scan is com- 
pleted. This measurement cycle continues until a specified 
termination condition is met. 

The measurement is controlled by an on-board micropro- 
cessor system. This system consists of a 68B09 micropro- 
cessor, 6K bytes of RAM, and 2K bytes of ROM. Programs 
for controlling each measurement are loaded into the RAM 
from the 64000's disc memory as each measurement is 
called up. The processor also unloads the hardware values 
and stores the measurement data for later transmission to 
the 64000 Development Station. The ROM also contains 
performance verification code and a program that interacts 
with the 64000 to load disc-based measurement programs. 

Data acquisition is performed by three real-time process- 
es. The first process is address/status recognition. Address 
recognition is performed by two 24-bit ranging com- 
parators. Each comparator generates three signals: in range, 
equal to lower bound, and equal to upper bound. Status 
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recognition is accomplished with a 256 x 4-bit RAM. By 
using a RAM, status patterns can be ORed as required by 
the measurement. 

The second process is the state machine. The state 
machine performs context recognition on the incoming in- 
formation and provides controlling signals for acquiring 
the data. The action depends on the measurement being 
run. The machine is constructed of programmable logic 
arrays, which allow a very complex set of states to be im- 
plemented with a minimum number of components. 

The third process consists of programmable counters. 
These counters are programmed to record the events being 
measured. Events can be time, states, or transitions between 
address ranges. The counters are programmed differently 
for each measurement by the 64310A's microprocessor. 
The counters also send an interrupt signal to the micropro- 
cessor at the end of each period, which then shuts down 
the measurement. The microprocessor unloads and resets 
the counters after the interrupt is received. 

The 643 10A Analyzer interacts with the 64000 host pro- 
cessor according to a parallel processing scheme with vari- 
ous functions assigned as listed in Table I. The scheme 
allows the 64310A's local microprocessor system to run 
measurements independently of the host processor. The 
host processor controls the user interface, data display, and 
statistical calculations. Transmission of data to the host 
processor only occurs when the host has finished process- 
ing data from the previous transmission. When this hap- 
pens, the host processor requests a "dump" from the 
64310A. The analyzer pauses at the end of the current scan 
and signals the host that it is ready to transmit its measure- 
ment data. The host and the 6431 OA then interact, transfer- 
ring the data to the host. After the host has received all the 
data, the 64310A resumes the current measurement. 



Table I 

Host Functions: 

Graphics display, user interface, statistics 
calculations 

6431 OA Functions: 

Data acquisition, measurement control, termination 
of measurement on specified condition 

Shared Functions: 
Data transfer 



Measurements 

The measurement set of the 64310A allows the user to 
characterize code from a global point of view. Three basic 
measurement types are provided: activity, time distribu- 
tion, and linkage. Each of these measurements has several 
modes of operation. 

Activity. Activity measurements show frequency of activity 
occurring within defined areas of memory, The user can 
select up to 12 areas of interest by specifying address 
ranges, single address values, mudule names, or program 
symbols. Activity is recorded in two ways — occurrences 
and lime. Occurrences are the number of bus cycles for the 
emulated processor. Time is the number of 1-fis intervals. 



Counts representing how much activity happens within 
each range and counts of total system activity are gathered. 

Memory activity allows the incoming addresses to be 
qualified by the type of access they represent. These ac- 
cesses can be memory reads, memory writes. 10 opera- 
tions, etc. The types available depend on the status infor- 
mation supplied by the emulated microprocessor. 

Program activity measures the amount of activity caused 
by executing instructions. For example, an opcode that 
causes a stack push may reflect only one cycle of activity 
within the range being monitored, but result in multiple 
write operations to the stack area. If the memory address 
of the stack push opcode is within a range being measured 
by a memory activity measurement, only the opcode fetch 
is counted. However, if the same range is being measured 
by a program activity measurement, the write operations 
to the stack are also counted (Fig. 2). By measuring areas 
of code using a memory activity measurement followed by 
a program activity measurement, the designer can get an 
idea of how much activity in other areas is caused by the 
code being analyzed, 

Time Distribution. Time distribution measurements pro- 
vide a best-case/worst-case characterization of code execu- 
tion time. These measurements record code execution 
times that fall within the time ranges specified. They are 
best suited to structured code (modules with single entry 
and exit points, such as Pascal procedures). Three time 
distribution measurements are provided: module duration, 
module usage, and intermodule duration. Up to 12 time 
events with minimum lower limits of 1 /is (depending on 
the bus cycle period of the emulated processor) and 
maximum upper limits of 671 s can be specified. 

A module duration measurement characterizes the 
execution time of a module from entry to exit. Each time 
the module is executed, timers determine whether the mea- 
sured execution time falls within one of the user-specified 
time ranges. When this occurs, a counter for that range 
is incremented. Another counter is also incremented when- 
ever the module is executed, regardless of its execution 
time. The measurement can be set up to include or exclude 
time spent in other modules called by the module being 
measured. The other modules can be called by a function, 
by invocation, by interrupt, or by other methods, but con- 
trol must eventually return to the target module. 

Where possible, the module duration measurements in- 
clude algorithms that correct for prefetch conditions. Since 
the 6431 OA is a general-purpose instrument that works in 
conjunction with all 64000 microprocessor emulators, a 
general approach is necessary when performing this correc- 
tion. For a general approach to work, some assumptions 
must be made about the program module being measured. 
First, it is assumed that the module has a single entry point, 
and second, that the module also has a single exit point. 
Third, the module must be at least four opcodes in length 
(a hardware restriction). With these assumptions, two pre- 
fetch conditions that have a large effect on measurement 
accuracy can be corrected. The first case is prefetching 
beyond the exit point of the module. To correct for this 
case, the following algorithm is implemented on the 
hardware state machine: 

■ If the acquired address is equal to the exit point of the 
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procedure, prepare to pause timers. 

■ If the acquired address is outside the address range of 
the specified procedure, pause timers. 

■ If the acquired address is back within the address range 
of the specified procedure without going past the entry 
point, resume timing. 

■ If the acquired address is the entry point to the specified 
procedure, reset timers and count occurrence. 

The second case is prefetching into a procedure. To com- 
pensate for this condition, the following algorithm is used: 

■ If the acquired address is equal to the entry point of the 
specified procedure, reset timers and count previous oc- 
currence if present. 

■ If the specified procedure is left by any point other than 
its exit point, stop time if excluding calls. 

■ If the specified procedure is reentered via its entry point, 
clear and reset timers. 

This approach to correcting for an entry prefetch does 
cause problems when measuring a recursive procedure. 
The analyzer will interpret a recursive call as an entry 
prefetch and clear the timers, causing only the last recursive 
call to be timed. 

Module usage and intermodule duration measurements 
provide the same type of information as module duration 
measurements. However, the area being timed is defined 
differently. Module usage is the inverse of module duration 
in that the time is measured from the point of leaving the 
module to the point of reentering the module via its entry 
point. That is, the time spent outside the module is measured. 

Intermodule duration measures the time between leaving 
one module and entering another by their respective exit 
and entry points. These measurements do not accommo- 
date the including or excluding of module calls. 
Linkage. The linkage measurement records the immediate 
transfers from within one module to other modules. This 
measurement is useful for watching software traffic pat- 



terns. For example, suppose module A calls modules B, C, 
and D. These calls are conditional, based on incoming data. 
By doing a linkage measurement on A to B, A to C, and A 
to D. the user can see which module is being called most 
often. Each transfer out of the "from" module to the "to" 
module is counted by the hardware, as well as all transfers 
out of the "from" module's address range. 

Measurement Enable/Disable 

At times it may be useful to be able to start/stop a mea- 
surement when a particular section of code is being exe- 
cuted. The 6431 OA provides the ability to start a measure- 
ment on user-selected address/status events. Up to two 
events in sequence can be defined. Measurements {only 
activity, usage, and duration) can also be disabled by an 
event. An enable and a disable can be combined to form a 
measurement window for data acquisition. These enable/ 
disable functions become important when a user is perform- 
ing measurements on a bank-switched or overlay system. 

Measurements can also be enabled/disabled by other 
64000 subsystems using the 64000's intermodule bus 
(1MB). The 64310A can drive or receive a trigger signal to 
or from other 64000 subsystems. For example, the 64302A 
Logic Analyzer can be told to send a trigger signal to the 
64310A when the 64302A recognizes its trigger point. The 
measurement system functions allow up to three 64310A.S 
to be connected via the 1MB, greatly enhancing measure- 
ment capabilities. 

Display of Data 

Two displays summarize the acquired data: a histogram 
and a table. Both displays present results in absolute or 
relative form. In addition, activity measurements can dis- 
play results based on time or occurrence information. When 
the measurement is displayed in relative mode, the soft- 
ware calculates the displayed percentages based only on 
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Analyzer 
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Fig. 3. Histogram display of a module duration measurement 
Two automatic scaling modes are available to allow emphasis 
of selected parameters 

the displayed events. If the displayed data represents only 
a small portion of the total activity, a relative display may 
be preferable. If the 64310A is instructed to display the 
data in absolute form, the percentages are then calculated 
based on all activity- Interpretation of an absolute display- 
depends on the measurement being executed. For example, 
if the total percentage for all displayed events for a specified 
activity measurement is 75%, the missing 25% means that 
25% of the total activity occurs outside the events being 
measured. However, if the user is running a duration mea- 
surement, the missing 25% indicates that 25% of the mod- 
ule executions are not included within any of the time 
events chosen by the user. Finally, if the user is running 
a linkage measurement, the missing 25% represents trans- 
fers out of the "from" module to modules not specified in 
the measurement. 

The histogram display (Fig. 3) can be rescaled any way 
the user chooses. This allows the user to bring out the 
detail in a histogram if desired. Two automatic scaling 
modes are supplied. One mode rescales the graph using 
the smallest percentage value as the lower graph limit and 
the largest percentage value as the upper graph limit. The 
other rescale method constantly adjusts the upper graph 
limit to the greatest percentage reading. 

The tabular display (Fig. 4) shows all counts associated 
with the events. The counts are displayed in integer form 
up to the maximum count possible. The histogram display 
converts counts into scientific notation after 524.288 be- 
cause of display memory size limitations. The table in- 
cludes statistics related to each event. All data displayed 
on the screen can be copied to a file for later reference or 
additional processing. 

Sampling Theory and 6431 OA Operation 

The 64310A acquires data by sampling address/time 
ranges. Each range in the measurement scan is monitored 
for a time period called an event period. While a range is 
being monitored, all data is collected for that range. Both 
qualified and unqualified information is collected (unqual- 
ified data is used for the absolute display). After the event 
period for the monitored range is complete, (he next range 



in the scan is monitored. After all ranges in a measurement 
scan have been monitored, the first range to be monitored 
for the next scan is selected randomly to ensure statistical 
independence. 

The event period can be based on time or occurrences, 
depending on which the user chooses. Default values were 
determined from data collected through computer simula- 
tions done in the early phases of developing the 6431 OA 
Software Performance Analyzer, The default value for ac- 
tivity and linkage measurements is 800 fis. In the simula- 
tions, this value resulted in convergence to an acceptable 
level of accuracy in a minimum amount of time. The value 
chosen for duration measurements is 25 occurrences, that 
is, the module being measured must execute 25 times for 
each time range in the measurement scan. Thus, if the 
module executes infrequently, it may take a long time for 
a scan to complete. However, by specifying occurrences 
instead of time, the sampling period is independent of 
procedure execution time. As an example, consider the 
case where the module being measured has an execution 
time in the range of 10 ms to 20 ms. If the sampling period 
is set to 15 ms, clearly some of the execution times will be 
missed, since their duration exceeds the period during 
which the module is being measured. If an event period 
based on time is used and the default time is overridden, 
the selected time should be at least twice as long as the 
longest module execution time. Experimentally, it has been 
determined that selecting a time interval approximately 
twice the expected execution time plus the expected time 
between module calls reduces the convergence time of the 
measurement. 

Sampling assumes that the program being measured is 
periodic in nature. The longer the period of the program, 
the longer it takes the measurement to converge. The 
6431 OA can accumulate large amounts of data because it 
stores only ongoing counts for each event. The actual time 
a measurement runs before exceeding the resources of the 
analyzer is dependent on the measurement, the number of 
events, and the sample period. However, activity measure- 
ments usually run for four to five hours while duration 
and linkage measurements may run for up to eight days. 




Fig. 4. Tabular display showing all counts associated with 
the measured events. 
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Statistics 

To understand the statistical informal ion provided by 
the 6431 OA Software Performance Analyzer, one needs to 
consider the nature of the information acquired by the in- 
strument. First, since the analyzer measures the perfor- 
mance of a computer program, the program is assumed to 
be a stochastic process, that is, a process that is a function 
of time with values that are random variables. The 6431 OA 
provides information about that stochastic process by es- 
timating values from observed data gathered by the sam- 
pling technique described above. Therefore, the results pro- 
vided by the performance analyzer are not expected to be 
exact. The role of statistical inference is invaluable. It al- 
lows us to make generalizations about the process from 
which the samples were obtained, thereby providing a link 
between the real world and the probability models assumed 
in the analysis. Statistical information provides a measure 
of the degree of uncertainty, or conversely, the degree of 
confidence with which the measured results reflect the 
actual parameters of interest within a specified error toler- 
ance. 

The probability model used by the 64310A is based on 
the Student's I-distribution, which lends itself well to situ- 
ations where observations are independent of the process. 
To ensure that the observations are indeed independent, 
extra efforts were made to create the pseudorandom number 
generator that determines a different starting event for each 
sweep. In addition, the user can define sampling event 
periods or occurrence counts over a wide range to ensure 
independent observations. 

The Student's l-distribution used in the 64310A is based 
on a table that was generated with an HP 9845B Computer. 
This table is stored on disc, and only the values associated 
with the specified level of confidence are brought into host 
memory. These values, along with the sample mean and 
standard deviation computed from the observed data, are 
used to compute the error tolerance. This error tolerance 



is displayed in (he upper right portion of the display of 
measurement results. 

An important design goal for the 64310A Analyzer was 
to produce sampling measurements that approximate ac- 
tual target system activity as closely as possible. For exam- 
ple, it is necessary to use some measurement time to reset 
counters and transmit the information gathered. New data 
cannot be obtained during these steps. This measurement 
dead time has been minimized to avoid distorting the re- 
sults. Another consideration was to reduce the number of 
tasks assigned to the 64310A's local microprocessor. Sums 
and sums of squares are computed by this processor and 
then transmitted to the 64000 host processor where the 
statistical computations are completed. The host processor 
calculates and displays the mean, standard deviation, per- 
centage, and error tolerance using an IEEE floating-point 
software package with a modified square-root algorithm. 
The square-root algorithm is based on a hardware routine, 
and has proved to be a vast improvement in speed over 
the Newton-Raphson approximation technique used in the 
early prototypes. 
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Counter Module Simplifies Measurements 
on Complex Waveforms 

777/s gated universal counter module provides counter 
accuracy to complement the HP 1980A/B Oscilloscope 
Measurement System's flexible setup and display 
capabilities. 

by Donald J. Smith, Johnnie L. Hancock, and Thomas K. Bohley 



AS DIGITAL HARDWARE and system architectures 
become more complex, measurements of frequency, 
time interval, and events on complex waveforms 
are becoming increasingly frequent. To make a measure- 
ment on a complex waveform , the user must gate or window 
the portion of interest on the waveform. To do this with 
separate pieces of equipment would require a delay 
generator to gate the signal, a universal counter to make 
the measurement, an oscilloscope on which to view the 
gated portion, and assorted cables and power splitters to 
route the signal. 

With the HP 1965 A Gated Universal Counter (Fig. 1), the 
HP 1980A/B Oscilloscope Measurement System' integrates 
all these pieces of equipment. The 1965A is a fully program- 
mable, 100-MHz universal counter expansion module for 
the 1980A/B System. The module combines the accuracy 
and numerous counting modes of a universal counter with 
the signal conditioning, dynamic range, triggering, gating, 
and display functions of an oscilloscope. The 1965A offers 
waveform timing measurements such as frequency, period, 
time interval, or events, and automatic measurements of 
waveform parameters. Three arming modes allow the user 
to start a measurement at a specified point, window a spe- 
cific portion of a waveform, or make a measurement asyn- 
chronously. 

The major features of the 1965A Gated Universal Counter 



are: 

■ Programmable via the HP-IB (IEEE 488) 

■ Triggers on 1980A/B main and/or delayed triggers 

■ 100 ns to 10 seconds of arm delay 

■ 200 ns to 10 seconds of gate width 

■ 10 ps time interval resolution 

■ 500 ps time interval accuracy 

■ 1 part in 10 8 frequency/period resolution 

■ 3 mV triggering sensitivity 

■ Counting to 10 9 events 

■ Automatic parametric measurements 

■ Anticoherence circuitry 

■ Complete arming and gating capability 

■ Relative and offset answers 

■ Nonvolatile real-time clock/calendar/timer. 

System Architecture 

Fig. 2 is a simplified block diagram of the combined 
1980A/B and 1965A.The 1980A/B provides digital, analog, 
and power lines to the expansion module via four connec- 
tors. The digital lines are for microprocessor address/data/ 
control, signal triggers, sweep gates, and vertical control. 
The analog lines are inputs from the 1965 A to the 1980A/B's 
vertical display. 

The 1965A does not have its own signal inputs; all trig- 
gering is provided by the 1980A/B. The 1980A/B generates 




Fig. 1 . The HP 1 965 A Gated Universal Counter measures frequency, period, time interval, and 
six event modes on signals as small as 3 mV Internal gating allows the user to window specific 
regions ol interest on a signal, and hardware averaging provides measurement resolution to 

10 ps. 
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Fig. 2. Block diagram ot the com- 
bined 1980A/B and 1965 A The 
gated universal counter uses only 
the 1980AIB's main and delayed 
gates and triggers to window spe- 
cific intervals and perform alt ot its 
measurement functions. 



two triggers, main trigger and delayed trigger. These triggers 
are routed to the 1965A and can be defined independently 
as the counter's A and B trigger sources. The main and 
delayed triggers can originate from the following 1980A/B 
inputs: 



Main Trigger 

Channel 1 
Channel 2 
Main External 
Line (60 Hz) 



Delayed Trigger 

Channel 1 
Channel 2 
Delayed External 



The 1965A's 100-MHz clock is derived by phase modula- 
tion and frequency multiplication of either an internal 10- 
MHz temperature-compensated crystal oscillator or an ex- 
ternal 10-MHz clock. Random phase modulation is used 
to prevent phase coherence between the counter's clock 
and repetitive time intervals being measured by time inter- 
val averaging (see box. page 39). Such coherence decreases 
resolution during averaging. 

Custom Integrated Circuits 

Incorporating a universal counter into an oscilloscope 
environment produced an extensive measurement set. Be- 
cause of the power and size constraints on the expansion 
module, two custom integrated circuits were developed to 
perform all of the signal control, gating, and counting func- 
tions of the 1965A. These two ICs are configured to mini- 
mize the burden placed on the 1980A/B's processor. 

The processor determines which measurement is to be 
made and then starts the 1965A. The measurement, which 
may take microseconds or hours, proceeds by itself to com- 
pletion, and the 1980A/B's processor is informed of the 
completion. The processor reads and processes the ac- 
cumulated data and displays the answer on the 1980A/B's 
CRT. 

The simpler of the two chips is the counter IC (Fig. 3). 
It consists of two 31-bit binary counters capable of counting 
rates greater than 100 MHz. The counters use emitter-fol- 
lower logic (EFL) with emitter-coupled logic (ECL) inputs. 
Also included are a 64-to-8 multiplexer with TTL outputs 



and an interrupt circuit. The long (31-bit) counters allow 
hardware accumulation of counts for time interval averag- 
ing, relieving the 1980A/B's processor of this task. 

The smaller but more complicated IC is the control chip 
(Fig. 4). It receives measurement instructions from the 
1980A/B over an 8-bit data port, and it receives control 
signals from the 1980A/B time base and a 100-MHz refer- 
ence clock from the 1965A time base. This chip then causes 
appropriate signals or events to be counted by the counter 
chip. 

Depending on the particular measurement being made, 
the E logic block and the T logic block may select any input 
as an enable, the same or another signal as a disable, and 
the main trigger, delayed trigger, or 100-MHz reference as 
a clock, all under control of the control lines and reset/mea- 
surement control circuit. 

For example, in time interval measurements, the 100- 
MHz reference is the clock. It is enabled in both the E and 
T logic circuits by the main gate. It may be disabled by the 
main trigger after the beginning of the delayed gate in the 
E counter and by the delayed trigger after the end of the 
delayed gate in the T counter. Meanwhile, the C counter 
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Fig. 3. Block diagram of the counter chip, one of two custom 
ICs in the gated universal counter module 
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Fig. 4. The control chip, a custom IC, receives instructions, control signals, and the 100-MHz 
reference clock and causes the counter chip to measure the appropriate signals or events. 



is counting the main-gate events to determine when the 
proper number of measurements have been averaged. 

For a gated frequency measurement, the E logic: enables 
the main or delayed trigger as a clock for the duration of 
the delayed gate. The T logic enables the 1 00-MHz reference 
under control of the E synchronizer enable circuit, while 
the C counter accumulates the total measurement time. 

Frequency and Period Measurements 

The 1965A uses the reciprocal counting technique to 
measure frequency and period. During both of these mea- 
surement functions, one of the 31-bit counters accumulates 
100-MHz reference oscillator clocks and the input signal 
triggers are accumulated in the other 31 -bit counter. The 
control IC stops the counting on the first input trigger after 
the sample time is satisfied. This makes measurement res- 
olution independent of frequency, resulting in a maximum 
resolution of one part in 10 8 . The contents of the two count- 
ers are read by the microprocessor. Depending on the func- 
tion selected, one counter is divided into the other and the 
result is displayed as frequency or period. 

Fig. 5 shows an example of a burst frequency measure- 
ment using the gated mode. The upper waveform shows 
the actual counting interval. The beginning of the delayed 
sweep (i.e., the intensified portion of the lower waveform) 
arms the measurement to begin counting on the next trigger 
event. The end of the delayed sweep disarms the measure- 
ment, stopping the counting on the next trigger event. Mea- 
surement data is collected during the gated measurement 
interval on each sweep cycle of the oscilloscope. The mea- 



surement continues until the cumulative duration of the 
gated measurement intervals equals the selected sample 
time. 

Frequency and period can also be measured with the 
1965A in its unarmed and armed modes. The unarmed 
mode can be used for conventional asynchronous measure- 
ments. The armed mode is used to hold off the beginning 
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Fig. 5. A gated frequency measurement on a burst is per- 
formed using the intensified portion (i.e., the delayed sweep 
gate) to window the measurement 
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How Computer Control of the Oscilloscope Measurement System 
Makes Complex Measurements Easy 



Running on HP Series 80 Personal Computers or HP 9000 
Series 200 Computers, the HP 19800A/B or 19801A/B/C Wave- 
form Measurement Library is a software package that can auto- 
matically set up waveforms, make time-domain measurements, 
and perform waveform comparisons using the 1980A/B Oscillo- 
scope Measurement System and two of its options, the 19860A 
Digital Waveform Storage and the 1965A Gated Universal 
Counter. The library is composed of 48 subprograms that can 
be configured within a main starter program (included in the 
package) to provide measurement control and results. 

A typical task that the 1965A can perform easily using the 
waveform measurement library is parametric measurements on 
critically underdamped waveforms. The usual difficulty m setting 
up this type of measurement is that of determining the 0% and 
100% levels Some counters include automatic peak detection 
that may passively filter the waveform to detect steady-state 
levels This technique puts limits on the bandwidth and 
waveshape of the waveforms to be measured. 

By combining several subprograms from the library, steady- 
state levels (top and base) can be quickly measured with the 
19860A Digital Waveform Storage Trigger levels can be set to 
any desired percent level. Fig 1 shows a time interval measure- 
ment of the rise time of a peaked waveform. The following is a 
partial listing of the BASIC program for setting the trigger levels 
at 20% and 80% and measuring the rise time 

200 CALL Fndpct("M".0,MrO,Mr100,MfO,Mf100) 
210 CALL Fndpct("D".0,DrO.Dr100,D(0,Df100) 
220 CALL Pcttrg("M",20.Mr0,Mr100) 
230 CALL Pcttrg("D",80,DrO,Dr100) 
240 CALL Set65("T","A",0) 
250 CALL Se1src("A",'M") 
260 CALL Selsrc("B"."D") 
270 CALL Read65(Rt) 

Lines 200 and 210 execute the subprogram Fndpct (find per- 
cent) Fndpct digitizes the waveform using the 19860A and finds 
the 0% and 100% steady-state trigger levels. Automatic compen- 
sation for trigger hysteresis is included Lines 220 and 230 exe- 
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Fig. 1. A time interval measurement ol the rise time of a 
peaked waveform. 
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Fig. 2. Measurement ol the pulse width of the seventh puh 
of a train of pulses. 



cute the subprogram Pcttrg (percent trigger) Trigger levels of the 
main and delayed triggers can be set to any percent value based 
on the 0% and 100% levels determined in lines 200 and 210. In 
this program, main is set to 20% and delayed is set to 80%. 
Lines 240 to 270 set up the 1965A counter to perform the appro- 
priate rise time measurement and store the result in Rt. 

Another difficult measurement task that this system can easily 
perform is parametric measurements on complex pulse trams. 
With the aid of the library. |ust a few lines of code can be written 
to program the system to measure any time parameter of any 
particular pulse in a train of pulses. Fig. 2 shows a photo of one 
such measurement The following is a partial listing of the BASIC 
program that sets up and measures the pulse width of the seventh 
pulse. 

200 CALL Fndpct ("D".0.DrO,DMO0.DfO.Dt100) 

210 OUTPUT teScope;'dt*1.0;dm3;dd7' 

220 CALL Pct1fg("D",50.DrO,Dr100) 

230 CALL Set65C'T"."U",0) 

240 CALL Read65(Ref) 

250 CALL Setref(Ref) 

260 OUTPUT (a Scope:"* -1.0" 

270 CALL Pcttrg("D",50.DfO.DI100) 

280 CALL Read65(Pw) 

This program performs two time interval measurements. The 
first measurement is from the beginning of the main sweep (ex- 
ternally triggered) to the 50% point on the rising edge of the 
seventh pulse The second measurement is from the beginning 
of the main sweep to the 50% point on the falling edge of the 
seventh pulse. The 1980A'B has a feature called digital delay 
that causes the delayed sweep to begin on any specified trigger 
event after the beginning of the main sweep. In line 210 dm3 is 
the HP-IB command calling for the digital delay mode, and dd7 
specifies the seventh triggered event Using the reference feature 
of the 1965A the answer (Pw in line 280) is computed as the 
difference of the two time interval measurements. 

-Johnnie Hancock 
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Fig. 6. The two-counter technique for measuring time inter- 
vals allows negative as well as positive results With averaging 
and random phase modulation of the clock, very small inter- 
vals approaching W ps can also be measured By setting 
the arm delay time and gate width, a time interval between 
specific trigger events can be measured. 

of a measurement, perhaps to allow a signal to settle before 
it is measured. An example of this is measuring the steady- 
state frequency of a startable oscillator. 

Time Interval Measurements 

The time interval function measures the time between 
two trigger events. Specific trigger events are windowed, 
or selected for measurement, by setting the delayed sweep 
mode, arm delay, and gate width. 

The 1965A uses two counters to measure time intervals. 
Both 31-bit counters are started at the beginning of the 
1980A/B's main sweep gate and accumulate 100-MHz refer- 
ence clocks. As shown in Fig. 6, the start trigger event halts 
the first counter and the stop trigger event halts the second 
counter. The 1980A/B displays the result after the contents 
of the counters are subtracted and multiplied by 10 ns. If 
the stop trigger event occurs before the start trigger event, 
the answer is negative, resulting in a time interval measure- 
ment range of -10 seconds to +10 seconds. Resolution in 
the time interval mode is increased or decreased by select- 
ing 1. 10 2 . 10 4 , or 10 6 averages. Averaging is performed by 
hardware in the control and counter ICs, resulting in in- 
creased measurement rates compared to averaging in soft- 
ware. During averaging, the reference clock is randomly 
phase modulated to prevent coherence between the input 
signal and the reference clock. The combination of phase 
modulation and averaging makes it possible to measure 
repetitive time intervals as small as 10 ps. 

Fig. 7 shows a gated time interval measurement on a 
complex digital waveform. The interval measured is from 
the second rising edge to the fifth rising edge. In the gated 
mode, time is measured from the first start trigger event 
after the beginning of the delayed sweep gate to the first 
stop trigger event after the end of the delayed sweep gate. 
Thus, unwanted trigger events are ignored by the 1965A. 
and the measurement is taken only between specified 
pulses. In the example of Fig. 7, the third and fourth trigger 
events are ignored. 
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Fig. 7. Measuring a time interval on a data word demon- 
strates the 7965/Vs ability to delay and measure anywhere 
on a waveform. The top trace is the count view waveform, 
which indicates the measurement interval 

When the 1965 A is in the armed mode, both the start 
trigger event and the stop trigger event are enabled at the 
beginning of the delayed sweep gate. Typical applications 
include measuring rise time, fall time, pulse width, and 
propagation delay. The unarmed mode of the 1965A's time 
interval mode uses only one of the counters in the counter 
IC and measures the time from the beginning of the main 
sweep gate to the beginning of the delayed sweep gate. 
With the delayed sweep in triggered or digital delay mode, 
the measured time is referenced to the main and delayed 
trigger events. This allows a time interval measurement 
relative to the first main trigger event on-screen. The un- 
armed mode can be used with digital delay and reference 
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Fig. 8. Glitch detection is possible using the 1965A's events 
A (gated) tunction. The region tested is indicated by the inten- 
sified portion. The result should always be an integral number 
— In this case it is 3 If the result is nonintegral, in this case 
3. 125, a glitch occurred. 
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offset to perform measurements on complex waveforms in 
a two-step process. 

Events 

For counting trigger occurrences where the time param- 
eter is unimportant, the 1965A provides six different event 
measurement functions: events A (gated), events A during 
B, ratio A/B, totalize A. totalize A + B, and totalize A-B. 

During the events function, the two 31-bit counters in 
the counter 1C are connected to the 1980A/B trigger inputs. 
The counters accumulate triggers depending on the event 
function selected. Totalize A, events A (gated), and events 
A during B use only one 31 -bit counter. The control 1C 
permits trigger events to be counted as a function of the 
start/stop key for totalize A, the delayed sweep gate for 
events A (gated), and input B for A during B. Ratio A/B, 
totalize A + B, and totalize A-B use both 31-bit counters. 
The microprocessor reads the contents of the counters and 
adds, subtracts, or divides depending on the selected func- 
tion. 

An example of using the events function to detect glitches 
is shown in Fig. 8. This example uses the events A (gated) 
mode and counts the number of events of the signal that 
occur during the delayed sweep. The results are averaged 
and should produce an integer answer. If an intermittent 
glitch (not always visible) occurs, the answer will contain 
a fractional count. The events A (gated) function and the 
other event functions are very useful in analyzing digital 
pulse trains. 

Automatic Parametric Measurements 

The 1965A takes advantage of the 1980A/B - s calibrated 
trigger levels and voltage sensitivity to scale and measure 
six pulse timing parameters: rise time, fall time, pulse 
width, duty cycle, propagation delay, and phase shift. 

The accuracy of these automatic parametric measure- 
ments depends on how accurately the trigger levels can be 
set. The 1965A can set trigger levels with an accuracy of 
one percent. This accuracy includes trigger level timing 
(hysteresis), trigger level offset, and trigger level non- 
linearities. The one-percent level of accuracy is obtained 
by the 1965A because it can expand the waveform and 
compensate for hysteresis on trigger levels. 

When a parametric measurement is selected, the input 
waveform is expanded to approximately 17 divisions peak- 
to-peak for maximum trigger resolution. The waveform's 
absolute peaks are then located on both main and delayed 
triggers. This is accomplished by an internal algorithm in 
which trigger levels are incremented and decremented. The 
counter reading is used to detect when triggering is lost, 
with the last trigger level that gave a stable reading being 
used as the absolute maximum or minimum. 

To enhance the accuracy of peak detection, the 1965A 
automatically compensates measured peaks for trigger hys- 
teresis. Fig. 9 shows how hysteresis can affect the trigger 
search. While searching for the absolute maximum, the 
1965 A detects a loss of triggering when the fire point (the 
actual trigger point) is incremented beyond the 100% point. 
The trigger level in divisions is recorded as the relative 
100% point. Similarly, decrementing the trigger level yields 
the absolute minimum. However, when the 1965A detects 



a loss of triggering, the arm point — not the fire point — is 
at the 0% point. The trigger level associated with this loss 
of trigger is offset from the actual 0% point, and the actual 
trigger point or fire point is above this level by the amount 
of trigger hysteresis. Hysteresis values in divisions are mea- 
sured and stored during the 1965A's front-panel calibra- 
tion. The 1965A accesses the appropriate value during the 
peak search and compensates the 0% point when searching 
on a rising slope. If the peak search is performed on a 
falling slope (fall-time measurement), the algorithm com- 
pensates the 100% point. 

After the peaks have been determined for the main and 
delayed trigger sources, the selected autoparameter is mea- 
sured using time interval techniques in the armed mode 
with trigger levels set to 10%, 50%, or 90%. 

System Considerations 

Additional features in the 1965A provide flexibility and 
compatibility in a system environment. 

■ Propagation delays caused by cabling and probing pro- 
duce significant measurement errors. The 1965A's refer- 
ence offset feature is very useful in canceling systematic 
errors, measuring drift, and making measurements on 
complex waveforms. 

■ An extremely noisy measurement environment can 
cause false triggering. To provide extra noise immunity, 
the 1980A/B"s trigger hysteresis can be increased to ap- 
proximately twice the normal hysteresis. 

■ An external oscillator input allows synchronization of 
the 19B5A time base with an external 10-MHz reference 
standard. 

■ For time-related measurements, the 1965A's four-year 
nonvolatile real-time clock/timer lets the user program 
up to 50 sequential alarm times. These alarms produce 
a service request (SRQ) over the HP-IB, a TTL pulse at 
the front-panel TIMER BNC, and/or a key sequence oper- 
ation if the HP 19811 A Plot/Sequence ROM is installed. 

■ The 1965A's self-diagnostics allow the operator to con- 
firm proper RAM and ROM operation and give the 
operator confidence that the internal hardware is func- 
tional. 

In systems, software is often as important as hardware. 
Successful software is software that is easy to use. The 
1965A's functions and features are all programmable. In 
addition, the 1980A/B and the 19B5A can operate with an 
HP Series 80 Personal Computer or an HP 9000 Series 200 
Computer running the 19800A/B or 19801 A/B/C Waveform 
Measurement Library (see box, page 36). The library in- 

Fire Poinl (Actual Trigger Point) 




Fig. 9. E Heel ol hysteresis on the trigger point. 
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Random Phase Modulation Breaks Coherence for 
High-Resolution Averaging 



For statistical time interval averaging to be effective, the phase 
relationship of the internal reference clock must be totally random 
relative to tne input signal(s) under measurement If this random 
phase relationship aoes not exist, then coherence is present and 
must be broken One common technique for breaking coherence 
is by phase modulating (i.e.. dithering) the counter's reference 
oscillator (Fig 1) The 1965A Gated Universal Counter mcorpo- 
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10 MHz 



Multiplexer 



Internal 
TCXO 



Phase 
Modulator 



Frequency 
Multiplier 



1 00 MHz 



Fig. 1. The 1965A's reference oscillator produces a 100-MHz 
clock by frequency multiplying a 10-MHz signal from trie in- 
ternal temperature-compensated crystal oscillator (TCXO) or 
an external source Phase modulation is added to break 
coherence with the signal being counted. 

rates phase modulation in a rather unusual yet simple way 1 

The phase modulator section of the oscillator consists of a 
10-MHz lank circuit, a varactor diode, and a digital noise source 
applied to an RC timing circuit as shown in Fig. 2 The digital 
noise source is an 8-pm IC used in electronic organs Made by 
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Fig. 3. The bottom trace is the digital noise source output, 
and the top trace is the virtually random ramp voltage at the 
anode of varactor diode D1 in Fig. 2. 
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Fig. 2. For a source of random noise, the phase modulator 
section of the 1965A reference oscillator uses an MM5837 
pseudorandom sequence generator, a part used in electronic 
organs. 

National Semiconductor, this part (MM5837) is an MOS/MSI 
psuedorandom sequence generator designed to produce a 
broadband white noise signal for audio applications It produces 
an output that switches between 0V and - 1 2V at "random" times 

The output of the noise source is applied to the R1-C3 network. 
Since the pulse widths of the digital noise are always less than 
one RC time constant, the potential at the anode of the variable- 
capacitance diode, D1, is a virtually random ramping of the re- 
verse bias voltage on the diode The instantaneous voltage has 
an approximately Gaussian distribution, because the digital noise 
applied to R1 is a broadband white noise signal that has a Gaus- 
sian distribution of pulse widths Fig 3 is a photo of the digital 
noise and the resultant virtually random ramping signal 

The change in capacitance of D1 has a nearly one-to-one 
relationship to the change in its reverse bias voltage Changes 
in the capacitance of D1 detune the 10-MHz tank circuit slightly, 
which results in a change of phase This phase change also has 
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Fig. 4. The phase modulated 10-MHz reference signal (top), 
an expanded view of one of Its leading edges (middle), and 
a histogram showing the Gaussian distribution of the relative 
phase shift at the 50% point on the leading edge 



an approximately Gaussian distribution Fig 4 is a photo of the 
phase modulated 1 0-MHz reference signal The lower waveform 
is an expansion of a leading edge, and the digitized waveform 
superimposed on it shows the relative phase distribution at the 
50% point on the leading edge 

After the 10-MHz clock has been phase modulated, the fre- 
quency of the reference oscillator is stepped up to 100 MHz 
The change in phase is also stepped up by a factor of 10, so 
lhat the absolute peak-to-peak phase shift of the 100-MHz clock 
exceeds 360 degrees relative to itself When the peak-to-peak 
phase shift exceeds 360 degrees, the Gaussian distribution of 
phase overlaps into the preceding and succeeding 10-ns win- 
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Fig. 5. Unmodulated 10-MHz and 100-MHz signals. 

dows, resulting in overlapping distributions When these distribu- 
tions are summed, the resulting distribution is approximately flat, 
thereby producing virtually random occurrences of clock edges 
and allowing measurement of time intervals as short as 10 ps. 
Figs. 5 and 6 show photos of the 10-MHz signal and the output 
100-MHz signal with and without Gaussian phase modulation. 



Fig. 6. 10-MHz and 100-MHz signals with random phase 
modulation 



Reference 
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eludes first-day measurement programs (two work with the 
1965A), library subprograms (13 are primarily for the 
1965A), and program development aids. The library com- 
bines the setup, operation, and measurement modes of the 
1965A. the 1980A/B, and the 19860A Digital Waveform 
Storage module into linkable, BASIC-callable subprograms. 
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